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PREFACE 


The  Semiconductor  Technology  Program  serves 
to  focus  NBS  efforts  to  enhance  the  perfor- 
mance, interchangeability,  and  reliability 
of  discrete  semiconductor  devices  and  inte- 
grated circuits  through  improvements  in  mea- 
surement technology  for  use  in  specifying 
materials  and  devices  in  national  and  inter- 
national commerce  and  for  use  by  industry  in 
controlling  device  fabrication  processes. 

Its  major  thrusts  are  the  development  of 
carefully  evaluated  end  well  documented  test 
procedures  and  associated  technology  and  the 
dissemination  of  such  information  to  the 
electronics  community.  Application  of  the 
output  by  industry  will  contribute  to  higher 
yields,  lower  cost,  and  higher  reliability 
of  semiconductor  devices.  The  output  pro- 
vides a common  basis  for  the  purchase  speci- 
fications ->f  government  agencies  which  will 
lead  to  greater  economy  in  government  pro- 
curement . In  addition,  improved  measurement 
technology  will  provide  a basis  for  con- 
trolled improvements  in  fabrication  process- 
es and  in  essential  device  characteristics. 

The  Program  receives  direct  financial  sup- 
port principally  from  three  major  sponsors: 
the  Defense  Advanced  Research  Projects  Ager.- 

* 

cy  (ARPA),  the  Defense  Nuclear  Agency 

(DNA) , and  the  National  Bureau  of  Standards 

(NBS).  In  addition,  the  Program  receives 
support  from  the  U.S.  Navy  Strategic  Systems 
§ 

Project  Office.  The  ARPA-suppor ted  portion 
of  the  Program,  Advancement  of  Reliability, 
Processing,  and  Automation  for  Integrated 
Circuits  with  the  National  Bureau  of  Stand- 


ards (ARPA/IC/NBS) , addresses  critical  De- 
fense Department  problems  in  the  yield,  re- 
liability, and  availability  of  integrated 
circuits.  The  DNA-supported  portion  of  the 
Program  emphasizes  aspects  of  the  work  which 
relate  to  radiation  response  of  electron  de- 
vices for  use  in  military  systems.  There  is 
considerable  overlap  between  the  interests 
of  DNA  and  ARPA.  Measurement  oriented  ac- 
tivity appropriate  to  the  mission  of  NBS  is 
a critical  element  in  the  achievement  of  the 
objectives  of  both  other  agencies. 

Essential  assistance  to  the  Program  is  also 
received  from  the  semiconductor  industry 
through  cooperative  experiments  and  techni- 
cal exchanges.  NBS  interacts  with  industri- 
al users  and  suppliers  of  semiconductor  de- 
vices through  participation  in  standardizing 
organizations;  through  direct  consultations 
with  device  and  material  suppliers,  govern- 
ment agencies,  and  other  users;  and  through 
periodically  scheduled  symposia  and  work- 
shops. In  addition,  progress  reports,  such 
as  this  one,  are  regularly  prepared  for  is- 
suance in  the  NBS  Special  Publication  400 
sub-series.  More  detailed  reports  such  as 
state-of-the-art  reviews,  literature  compi- 
lations, and  summaries  of  technical  efforts 
conducted  within  the  Program  are  issued  as 
these  activities  are  completed.  Reports  of 
this  type  which  are  published  by  NBS  also 
appear  in  the  Special  Publication  400  sub- 
series. Announcements  of  availability  of 
all  publications  in  this  sub-series  are  sent 
by  the  Government  Printing  Office  to  those 
who  have  requested  this  service.  A request 
form  for  this  purpose  itay  be  found  at  the 
end  of  this  report. 


Through  ARPA  Order  2397,  Program  Code  5D10 
(NBS  Cost  Center  4259555). 

Through  Inter-Agency  Cost  Reimbursement 
Order  75-816  (NBS  Cost  Center  4259522). 

Through  Scientific  and  Technical  Research 
Services  Cost  Centers  4251126,  4252128, 
and  4254115. 

Code  SP-23,  Administered  by  Naval  Ammuni- 
tion Depot,  Crane,  Indiana,  through  proj- 
ect order  N0016475P070030  (NBS  Cost  Center 
4251533)  and  Code  SP-27,  through  IPR  SP6- 
75-4  (NBS  Cost  Center  4251547). 
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SEMICONDUCTOR  MEASUREMENT  TECHNOLOGY 


QUARTERLY  REPORT 
July  1 to  September  30,  1974 


Abstract:  This  quarterly  progress  report  describes  MBS 

activities  directed  toward  the  development  of  methods  of  mea- 
surement for  semiconductor  materials,  process  control,  and  de- 
vices. The  emphasis  is  on  silicon  device  technologies.  Prin- 
cipal accomplishments  during  this  reporting  period  include 
(1)  completion  of  Hall  effect  measurements  to  determine  acti- 
vation energies  of  the  gold  donor  and  acceptor  levels  in  sili- 
con; (2)  successful  direct  measurement  of  fast  interface  state 
density  with  the  circular  CCD  test  structure;  and  (3)  demon- 
stration of  the  feasibility  of  the  use  of  acoustic  emission  as 
a non-destructive  means  for  testing  individual  beam-lead  bonds. 
Results  are  also  reported  on  a holder  for  semi -automated  sheet 
resistance  measurements,  progress  on  development  of  mathematical 
models  of  dopant  profiles,  analysis  of  theimally  stimulated 
current  and  capacitance  measurements  on  junction  diodes,  X-ray 
photoelectron  spectroscopy,  a comparative  study  of  surface 
analysis  techniques,  design  and  fabrication  of  a test  pattern 
for  resistivity-dopant  density  evaluation,  epitaxial  layer 
thickness  measurement',  use  of  the  flying-spot  scanner,  initial 
work  on  the  scanning  low  energy  electron  probe,  mathematical 
modeling  of  ultrasonic  bonding,  an  improved  method  for  force 
adjustment  and  measurement  on  beam-lead  bonders,  helium  mass 
spectrometry  for  leak  testing,  thermal  resistance  measurements 
on  Darlington  pairs,  and  transistor  thermal  response  measure- 
ments. Supplementary  data  concerning  staff,  publications, 
workshops  and  symposia,  standards  committee  activities,  and 
technical  services  are  also  included  as  appendices. 

Key  Words:  Acoustic  emission;  beam— lead  bonds;  boron 

redistribution;  Darlington  pairs;  dopant  profiles;  electrical 
properties;  electronics;  epitaxial  layet  thickness;  flying- 
spot  scanner;  gold-doped  silicon;  hermeticity;  incremental 
sheet  resistance;  measurement  methods;  microelectronics; 
micrometrology;  MOS  devices;  oxide  films;  resistivity;  scan- 
ning low  energy  electron  probe;  semiconductor  devices;  semi- 
conductor materials;  semiconductor  process  control;  silicon; 
test  patterns;  thermal  resistance;  thermal  response;  thermally 
stimulated  current;  ultrasonic  bonding;  wire  bonds;  x-ray 
photoelectron  spectroscopy. 


1 . INTRODUCTION 


This  is  a report  to  the  sponsors  of  the 
Semiconductor  Technology  Program  on  work 
during  the  twenty-fifth  quarter  of  the  Pro- 
gram. It  summarizes  work  on  a wide  variety 
of  measurement  methods  for  semiconductor  ma- 
terials, process  control,  and  devices  that 


are  being  studied  at  the  National  Bureau  of 
Standards.  The  Program,  which  emphasizes 
silicon-based  device  technologies,  is  a con- 
tinuing one,  and  the  results  and  conclusions 
reported  here  are  subject  to  modification 
and  refinement. 
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INTRODUCTION 


The  work  of  Che  Program  Is  divided  into  a 
number  of  casks,  each  direcCed  Coward  Che 
sCudy  of  a parcicular  maCerial  or  device 
propercy  or  measuremenC  Cechnique.  This  re- 
porc  is  subdivided  according  Co  chese  Casks. 
Highlighcs  of  accivicy  during  Che  quarCer 
are  given  in  seccion  2.  Subsequenc  seccions 
deal  wich  each  specific  Cask  area.  Refer- 
ences ciCed  are  lisCed  in  Che  final  secCion 
of  che  reporc. 

The  reporc  of  each  Cask  includes  a narracive 
descripcion  of  progress  made  during  chis  re- 
porting period.  Addicional  informaCion  con- 
cerning che  maCerial  reporCed  may  be  ob- 
Cained  direcCly  from  individual  sCaff 
members  idenCified  wich  che  Cask  in  che  re- 
porc. The  organizacion  of  che  Program  sCaff 
and  Celephone  numbers  are  lisced  in  Appendix 


Background  maCerial  on  che  Program  and  indi- 
vidual casks  may  be  found  in  earlier  quar- 
Cerly  reporcs  as  lisced  in  Appendix  B.  From 
Cime  co  cime,  publicacions  are  prepared  chaC 
describe  some  aspecc  of  che  program  in 
greater  decail.  Currenc  publicacions  of 
Chis  cype  are  also  lisced  ir.  Appendix  B. 
ReprinCs  or  copies  of  such  publicacions  are 
usually  available  on  requesC  Co  che  auchor. 

CommunicaCion  wich  che  elecCronics  communiCy 


is  a cricical  aspecc  boch  as  inpuC  for  guid- 
ance in  planning  fuCure  program  accivicies 
and  in  disseminacing  che  resulcs  of  che  work 
Co  pocencial  users.  Formal  channels  for 
such  communicaCion  occur  in  Che  form  of 
workshops  and  symposia  sponsored  or  co- 
sponsored by  NBS . Currencly  scheduled  semi- 
nars and  workshops  are  lisced  in  Appendix  C 
In  addicion,  che  availabilicy  of  proceedings 
from  pasC  workshops  and  seminars  is  indi- 
caCed  in  che  appendix. 

An  imporcanc  pare  of  che  work  ChaC  frequent- 
ly goes  beyond  the  task  structure  is  partic- 
ipation in  che  activities  of  various  techni- 
cal standardizing  committees.  The  list  of 
personnel  involved  with  this  work  given  in 
Appendix  D suggests  the  extent  of  this  par- 
ticipation. In  most  cases,  details  of 
standardization  efforts  are  reported  in  con- 
nection with  the  work  of  a particular  task. 

Technical  services  in  areas  of  competence 
are  provided  to  other  NBS  activities  and 
other  government  agencies  as  they  are  re- 
quested. Usually  these  are  short-term, 
specialized  services  that  cannot  be  obtained 
tnrough  normal  commercial  channels.  To  in- 
dicate the  kinds  of  technology  available  co 
the  Program,  such  services  provided  during 
the  period  covered  by  this  report  are  listed 
in  Appendix  E. 
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2 , HIGHLIGHTS 


Particularly  significant  accomplishments 
during  this  reporting  period  include  (1) 
completion  of  Hall  effect  measurements  to 
determine  activation  energies  of  the  gold 
donor  and  acceptor  levels  in  silicon;  (2) 
successful  direct  measurement  of  fast  inter- 
face state  density  with  the  circular  CCD 
test  structure;  and  (3)  demonstration  of  the 
feasibility  of  the  use  of  acoustic  emission 
as  a non-destructive  means  for  testing  indi- 
vidual beam-lead  bonds.  Highlights  of  prog- 
ress in  these  and  other  technical  task  areas 
are  listed  below. 

Resistivity;  Dopant  Profiles  — A plastic 
specimen  holder  was  designed  and  fabricated 
to  facilitate  measurement  of  doping  profiles 
by  the  incremental  sheet  resistance  method. 
The  holder  is  intended  for  semi-automated 
measurements  on  a van  der  Pauw  resistor  test 
structure  to  obtain  data  for  use  in  the  re- 
evaluation  of  Irvin's  curves  which  relate 
resistivity  and  dopant  density  for  n-  and  p- 
type  silicon.  In  addition,  the  development 
of  mathematical  models  for  dopant  profiles, 
especially  for  the  redistribution  of  boron 
during  oxidation,  has  taken  a more  fruitful 
approach  based  on  a finite  difference 
algorithm. 

Crystal  Defeats  md  rontaminants  — Analysis 
of  the  thermally  stimulated  current  and  ca- 
pacitance response  of  mid-gap  acceptor-type 

defects  in  a p n junction  identified  the 
heating  rate,  the  ratio  of  donor  density  to 
defect  density,  and  the  spatial  fraction  of 
the  space  charge  region  in  which  the  defects 
are  initially  charged  as  the  three  parame- 
ters which  influence  the  shape  of  the  dyna- 
thermal  current  response  curve. 

Activation  energies  of  both  the  gold  accep- 
tor and  gold  donor  were  found  from  Hall  ef- 
fect measurements  on  initially  n-type  sili- 
con wafers  converted  to  p-type  by  the 
addition  of  gold.  The  more  precise  value 
found  for  the  gold  donor  is  in  good  agree- 
ment with  the  published  values  of  others. 

To  obtain  an  accurate  value  for  the  gold 
acceptor,  it  is  necessary  to  determine  the 
temperature  variation  of  the  energy  of  the 
acceptor  level  with  respect  to  the  band 
edges;  this  in  turn  requires  improved  formu- 
las for  calculating  carrier  mobilities  in 
the  presence  of  charged  impurity  centers. 
These  are  being  sought  in  connection  with 
the  reevaluation  of  Irvin's  curves,  dis- 
cussed previously;  further  work  on  the 
energy  level  model  for  gold  will  be  deferred 


so  that  the  mobility  problem  can  be 
attacked . 

Oxide  Film  characterization  — Study  of  x- 
ray  photoelectron  spectra  from  the  surface 
of  air-stabilized  silicon  demonstrated  the 
usefulness  of  the  angular  dependence  of  the 
intensity  of  spectral  peaks  in  qualitatively 
locating  the  depth  of  surface  impurities  and 
determining  the  thickness  of  surface  films. 
Other  experiments  on  low-carbon  silicon  sug- 
gested that  the  previously  observed  carbon 
film  arises  from  external  sources  and  not 
from  the  surface  or  bulk  of  the  silicon. 

A series  of  measurements  was  initiated  to 
compare  various  electron,  ion,  and  photon 
beam  measurement  technologies  for  determina- 
tion of  impurities  in  silicon  and  silicon 
dioxide.  In  these  preliminary  measurements, 
ion  implanted  specimens  are  being  used  to 
provide  a reasonably  well  known  density  of 
impurity  at  a reasonably  well  defined  loca- 
tion. Boron  and  zinc  implanted  silicon  and 
aluminum  and  sodium  implanted  silicon  diox- 
ide are  being  measured  by  ion  microprobe 
mass  analysis,  ion  scattering  mass  analysis, 
Auger  electron  spectroscopy,  and  other  tech- 
niques in  laboratories  associated  with  the 
manufacturer  of  an  instrument  or  in  labora- 
tories associated  with  semiconductor  analy- 
sis or  device  production. 

The  fourth  ARPA/NBS  Workshop  on  Surface 
Analysis  for  Silicon  Devices  is  being  orga- 
nized to  determine  the  present  qualitative 
and  quantitative  capabilities  and  future 
prospects  of  modern  analytical  beam  tech- 
niques as  applied  to  the  analysis  of  sili- 
con, and  associated  insulator  films  and  de- 
vice structures.  Of  particular  interest  are 
determinations  of  impurity  profiles,  sur- 
face contamination,  and  interface  character- 
istics. Techniques  utilizing  impinging 
electron,  ion,  neutral,  or  photon  beams  will 
be  considered.  The  workshop,  scheduled  for 
April  23  and  24  at  NBS,  Gaithersburg,  is  in- 
tended to  foster  discussions  among  analysts, 
users  of  their  results,  and  instrument 
manufacturers. 

Test  Patterns  — Test  patterns  were  the  sub- 
ject of  the  third  ARPA/NBS  Workshop  held  in 
Scottsdale  following  the  September  meeting 
of  ASTM  Committee  F-l  on  Electronics.  About 
70  scientists  and  engineers,  representing  38 
organizations,  attended  the  workshop.  Seven 
speakers  from  industry  and  government  ad- 
dressed various  aspects  of  test  pattern  anal- 
ysis and  use.  The  Workshop  was  particularly 
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significant  in  disclosing  the  value  of 
test  patterns  in  manufacturing  for  rapid 
start  up  of  new  processes  and  control  of  on- 
going processes  and,  in  the  market  place, 
for  evaluation  of  incoming  materials  for 
processing,  for  device-vendor  intercompari- 
sons, and  for  device  specifications.  There 
was  general  agreement  that  full  utilization 
of  test  patterns  will  require  both  increased 
understanding  of  the  interpretation  of  the 
measurement  results  and  improved  data  acqui- 
sition, analysis,  and  display  systems. 

An  initial  fabrication  run  of  the  new  test 
pattern,  NBS-3,  was  completed.  Preliminary 
experiments  were  conducted  on  the  collector 
resistor  and  incremental  sheet  resistance 
(van  der  Pauw)  test  structures. 

The  CCD  test  pattern  being  developed  by  the 
Naval  Electronics  Laboratory  Center  with 
ARPA  funding  has  been  fabricated  and  the 
correlation  of  its  test  structures  begun. 

The  CCD  can  be  connected  and  satisfactorily 
operated  as  an  MOS  capacitor,  but  some  ex- 
traneous capacitance  is  observed  in  the  in- 
version region  of  the  CCD  C-V  characteris- 
tics. Threshold  voltages  and  channel 
mobilities  of  the  CCD  structure  connected  as 
an  MOS  transistor  agree  reasonably  well  with 
those  of  an  ordinary  MOS  transistor.  Most 
importantly,  the  effectiveness  of  the  cir- 
cular CCD  structure  was  demonstrated  in  con- 
nection with  the  direct  determination  of  in- 
terface state  density  by  the  double-pulse 
method  because  the  number  of  transfers  is 


The  system  is  built  around  an  oscilloscope 
in  which  the  displayed  waveform  can  be  di- 
vided into  512  channels  in  the  horizontal 
direction.  In  an  associated  memory  each 
channel  is  represented  by  a 10-bit  word 
which,  together  with  the  scale  factor  in- 
formation for  the  oscilloscope  input,  de- 
fines the  amplitude  of  the  signal  within 
that  channel.  Each  10-bit  word  can  be 
stored  in  6.5  ps,  so  that  a waveform  com- 
posed of  512  data  points  can  be  stored  in 
less  than  3.5  ms.  An  associated  minicom- 
puter, which  has  a 24,000  bit  memory  and 
computes  with  four  significant  figures,  is 
able  to  process  the  stored  waveforms  as 
necessary.  BASIC  commands  are  available 
to  activate  and  control  programmable  volt- 
age and  current  supplies.  A digital  tem- 
perature indicator  can  also  be  interfaced 
with  the  system.  Peripheral  equipment  in- 
cludes a CRT  display  terminal,  a hard  copy 
unit  which  can  copy  whatever  is  displayed 
on  the  CRT,  and  a paper  tape  reader/punch. 


not  limited  by  the  number  of  elements  in  the 
structure. 

A computer-controlled  data  acquisition  and 

•k 

analysis  system  was  received  from  the  ven- 
dor  in  July.  Following  preliminary  checkout 
and  familiarization  tests,  the  system  was 
set  up  together  with  an  automatic  wafer 
prober  to  obtain  real  time  wafer  maps  of 
base  sheet  resistance  using  the  appropriate 
test  structure  on  test  pattern  NBS-2.  In 
addition  the  system  has  been  used  to  acquire 
capacitance-voltage  (C-V)  data  from  a gated 
p-n  junction  and  calculate  and  plot  the  dop- 
ant density  profile  employing  peripheral  and 
diffused  layer  corrections;  acquire  C-V  data 
from  an  MOS  capacitor  and  calculate  dopant 
density,  flat-band  voltage,  and  oxide  charge 
density;  and  generate  a curve  of  capacitance 
as  a function  of  time  for  an  MOS  capacitor 
fabricated  on  an  epitaxial  specimen,  fit  the 
portions  of  the  curve  which  represent  relax- 
ation in  the  substrate  and  relaxation  in  the 
epitaxial  layer,  and  calculate  the  layer 
thickness  from  the  intersection  of  the  two 
fits . 

Photolithography  — Work  in  the  task  which 
has  been  initiated  to  develop  procedures  for 
primary  line  width  measurement  calibrations, 
to  provide  calibrated  line  width  measurement 
artifacts  for  use  with  optical  microscopes, 
and  to  develop  improved  theory  and  experi- 
mental verification  for  accurate  measure- 
ments with  optical  systems  is  currently  be- 
ing concentrated  on  construction  of 
essential  measurement  equipment.  A two  di- 
rectional interferometer  is  being  designed 
and  built  for  use  in  improving  the  line 
center  to  line  center  distance  measurement 
between  two  parallel  lines.  A modified  Ben- 
nett polarizing  interferometer,  which  mea- 
sures the  movement  of  a mirror  mounted  on 
the  stage  of  a scanning  electron  microscope 
(SEM)  relative  to  a fiducial  mirror  by  mea- 
suring the  angle  of  polarization  of  the 
light  produced  by  the  relative  movement  of 
the  two  mirrors  is  being  constructed  for 
prototype  in  situ  measurements.  In  addi- 
tion, measurements  are  being  made  both  on  a 
gold-nickel  thin-line  laminate  designed  for 
use  in  calibrating  the  magnification  of  an 
SEM  and  on  commercially  produced  patterns  of 
chromium  lines  on  glass  with  both  filar  and 
image  shearing  attachments  to  a conventional 
microscope.  This  task  was  undertaken  in  re- 
sponse to  particularly  strong  statements 
which  have  been  received  from  the  integrated 
circuits  industry  emphasizing  the  critical 
need  for  the  development  of  NBS  line  width 
standards  in  the  1 pm  range  to  assist  the 
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industry  in  meeting  the  micrometrology  re- 
quirements associated  with  high  resolution 
photomasks. 

The  state-of-the-art  review  of  available 
technologies  for  automated  photomask  in- 
spection was  completed  [1],  and  detailed 
analyses  of  the  identified  specific  technol- 
ogies identified  were  begun. 

Epitaxial  Layer  Thickness  — Cleave-and- 
stain  measurements  were  made  of  thickness  of 
several  epitaxial  layers  previously  measured 
by  the  step-relaxation  method.  The  agree- 
ment, although  somewhat  better  than  achieved 
between  other  methods  and  the  step- 
relaxation  method,  was  not  fully  satisfacto- 
ry. A technique  was  developed  for  making 
alurinum-photoresist-silicon  capacitors  for 
use  with  the  step-relaxation  and  ramp- 
voltage  methods.  These  capacitors  are  made 
without  subjecting  the  specimen  to  high  tem- 
perature processing  steps. 

Wafer  Inspection  and  Test  — The  character- 
istics of  the  laser  flying  spot  scanner  were 
measured  and  preliminary  scans  were  made  on 
a group  of  devices  which  were  also  investi- 
gated in  the  scanning  electron  microscope 
operating  in  the  electron  beam  induced  cur- 
rent mode.  A survey  was  initiated  to  deter- 
mine the  state  of  activity  within  the  semi- 
conductor device  industry  in  the  areas  of 
application  of  laser  scanning  for  wafer 
testing  and  other  purposes,  application  of 
the  SEM  to  topological  inspection  and  elec- 
trical testing  of  silicon  wafers,  and  study 
of  SEM-induced  damage  during  inspection  or 
test  in  order  to  establish  directions  of 
future  NBS  work  in  these  areas. 

Work  was  begun  at  the  Naval  Research  Labora- 
tory on  the  development  of  an  automated 
scanning  low  energy  electron  probe  as  a non- 
contacting non-damaging  wafer  test  tech- 
nique; this  work  was  initiated  with  the 
design  and  construction  of  the  electron  gun 
and  initiation  of  procurement  of  the  control 
computer. 

Interaonneation  Bonding  — Experimental  ver- 
ification of  the  uniform  beam  model  for 
analysis  of  the  vibration  of  an  ultrasonic 
bonding  tool  continued  with  study  of  tools 
mounted  in  an  inverted  position  so  that  the 
cross  section  of  the  vibrating  portion  was 
uniform. 

An  improved  mechanism  was  designed  and  con- 
structed to  measure  and  control  the  force 
applied  during  beam-lead  bonding. 


Initial  studies  of  a non-destructive  acous- 
tic emission  test  to  determine  the  bond 
quality  of  beam-lead,  flip-chip,  or  other 
gang  bonded  devices  demonstrated  the  feasi- 
bility of  this  approach.  Well  bonded  beam- 
lead  devices  gave  _ittle  or  no  noise  while 
devices  with  one  or  two  beams  bonded  to 
areas  rendered  intentionally  defective  gave 
noise  bursts  at  applied  test  forces  low 
enough  not  to  deform  the  beams. 

Two  new  bond  test  methods  based  on  work  car- 
ried out  at  NBS,  a hot-melt-glue  destructive 
pull  test  for  beam-lead  bonds  and  a non- 
destructive wire  bond  pull  test,  were  pre- 
pared for  ASTM  Committee  F-l  on  Electronics. 
An  intercomparison  of  the  double-bond  de- 
structive pull  test  between  NBS  and  another 
laboratory  was  conducted  in  preparation  for 
a complete  interlaboratory  evaluation  of 
this  method. 

Hermeticity  — Progress  in  conducting  the 
interlaboratory  evaluation  of  the  helium 
mass  spectrometer  method  for  leak  testing 
semiconductor  devices  and  integrated  cir- 
cuits was  delayed  by  difficulties  encoun- 
tered in  the  back  pressurization  phase. 

These  difficulties  were  traced  to  outgassing 
of  helium  which  diffused  into  the  glass 
walls  of  the  test  leaks  during  pressuriza- 
tion and  procedures  for  reducing  this  effect 
were  developed. 

The  inter laboratory  evaluation  of  the  radio- 
isotope method  for  leak  testing  semiconduc- 
tor devices  is  proceeding  as  scheduled. 

Thermal  Properties  of  Devices  — A modified 
emitter-only-switching  thermal  resistance 
test  circuit  was  successfully  used  to  sepa- 
rate thermal  effects  of  the  input  and  output 
transistors  of  a monolithic  Darlington  cir- 
cuit. This  simple  two-transistor  circuit  is 
an  elemental  integrated  circuit  in  that 
leads  to  all  regions  of  each  device  are  not 
available  at  the  exterior  terminals  so  that 
it  is  not  possible  to  measure  all  desired 
junction  voltages  independently;  hence  lo- 
calization of  effects  to  a particular  device 
must  be  inferred  from  the  results  of  several 
measurements  made  under  different  conditions. 

A method  was  developed  for  estimating  peak 
junction  temperature  from  the  electrically 
generated  heating  and  cooling  response  of 
medium  power  transistors.  Results  obtained 
on  several  transistors  showed  good  agreement 
with  peak  junction  temperatures  measured  by 
an  Infrared  microradiometer. 


5 


3,  RESISTIVITY 

3.1.  Incremental  Sheet  Resistance 

A specimen  holder  was  fabricated  to  facili- 
tate the  measurement  of  dopant  profiles  by 
the  incremental  sheet  resistance  method  [2], 
It  was  designed  so  that  the  repeated  se- 
quence of  anodic  oxidatijn,  oxide  stripping 
with  hydrofluoric  acid,  and  sheet  resistance 
measurement  can  be  done  without  removing  the 
specimen  from  the  holder.  A cross  sectional 
view  of  the  holder,  which  is  an  adaptation 
of  existing  designs  [3,4],  is  shown  in  fig- 
ure 1.  The  critical  aspect  of  the  design 
and  fabrication  is  the  achievement  of  a 
liquid-tight  seal  around  the  area  to  be  an- 
odized. In  the  apparatus  shown  the  seal  is 
made  by  p-essing  the  specimen  against  a TFE 
fluorocarbon  lip  (L)  by  means  of  pressure 
applied  by  a spring  (S)  in  the  bottom  of  the 
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A Socket 

C Test  structure  ule 
H TO-5  header 
L TFE  fluorocarbon  lip 
0 0-rlng  seal 
P Platinum  cathode 
S Spring 

Figure  1.  Cross  sectional  view  of  holder 
designed  for  the  determination  of  dopant 
density  profiles  by  the  incremental  sheet 
resistance  method. 
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holder.  The  holder  is  intended  for  use  with 
test  structure  30  of  Test  Pattern  NBS-3  (see 
sec.  6.1.).  This  structure  is  a van  der 
Pauw  [5]  sheet  resistor  with  a diameter  of 
0.76  mra  and  symmetrically  placed  contact 
arms  which  extend  to  contact  pads  at  each 
corner  of  the  square  chip,  2.54  nm:  (100  mil) 
on  a side.  The  test  structure  die  (C)  is 
mounted  on  a T0-5  header  (H) , which  is 
placed  in  the  holder  beneath  a 1.25  mm  diam- 
eter opening  in  the  lip.  The  0.4  mm  wide 
seal  between  the  lip  and  the  die  protects 
the  contact  pads,  the  bonded  lead  wires 
which  connect  the  pads  to  posts  on  the  head- 
er, and  the  header  from  the  electrolyte  used 
for  anodic  oxidation. 

In  the  course  of  overcoming  various  design 
and  fabrication  difficulties,  certain  pre- 
cautions became  evident.  One  is  the  impor- 
tance of  precisely  machining  the  sealing  lip 
to  obtain  a smooth,  scratch-free  surface  and 
then  handling  the  piece  carefully  so  that  it 
does  not  acquire  scratches  and  dents  during 
use.  To  aid  in  putting  the  holder  together 
without  damaging  the  sealing  lip,  it  has 
been  extremely  helpful  to  use  a ring  around 
the  holder  to  center  the  top  piece  as  it 
makes  contact  with  the  bottom  section. 

All  external  partt  of  the  holder  are  made  of 
TFE  fluorocarbon  so  that  the  entire  appara- 
tus may  be  immersed  in  the  electrolyte. 
Alternatively,  the  electrolyte  acid  can  be 
confined  to  the  top  reservoir . For  removal 
of  the  oxide  layer,  hydrofluoric  acid  can  be 
poured  into  the  reservoir  only.  There  is  a 
tendency  for  an  air  bubble  to  be  trapped 
just  above  the  specimen  when  liquids  are  in- 
troduced into  the  reservoir  so  it  is  often 
necessary  to  use  a small  brush  to  clear  away 
the  bubble.  Not  shown  in  figure  1 are  the 
wires  going  to  the  socket  (A)  and  the  plas- 
tic tubing  and  elbows  through  which  the 
wires  run.  The  holder  can  be  varied  for  use 
in  either  a vertical  or  horizontal  position 
by  appropriate  elbow  and  tubing  changes. 

The  apparatus  has  been  tested  numerous  times 
with  an  ethylene  glycol  mixture  as  the  elec- 
trolyte and  found  to  be  adequate.  However, 
much  more  experience  in  actual  profiling  is 
needed  before  the  design  can  be  considered 
to  be  fully  satisfactory. 

(W.  R.  Thurber  and  L.  M.  Smith) 


3.2.  Mathematical  Models  of  Dopant  Profiles 

Work  continued  in  the  project  to  develop  a 
mathematical  model  which  can  be  solved  for 
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the  redistribution  of  boron  in  silicon  dur- 
ing thermal  oxidation  and  diffusion.  A com- 
putational scheme  described  previously  (NBS 
Spec.  Publ.  400-8,  p.  14)  was  based  on  the 
numerical  solution  of  a system  of  integral 
equations  (NBS  Spec.  Publ.  400-4,  pp.  9-11). 
Study  of  this  scheme  has  revealed  the  need 
to  add  several  additional  quadrature  subrou- 
tines in  order  to  resolve  various  numerical 
difficulties.  Since  the  program  is  already 
long  and  complex  and  hence  very  difficult  to 
check,  work  was  shifted  to  a shorter  and 
more  promising  finite  difference  algorithm. 


Using  this  algorithm  [6],  a computer  program 
has  been  written  for  the  moving  boundary 
value  problem  (NBS  Spec.  Publ.  400-1,  pp.  9- 
11).  In  order  to  solve  the  two  diffusion 
equations,  one  in  the  oxide  and  one  in  the 
silicon,  and  to  satisfy  the  segregation  and 
conservation  of  mass  boundary  conditions, 
the  double  sweep  method  [7]  was  used.  Re- 
sults of  several  computer  runs  are  being 
studied  with  regard  to  their  convergence  to 
the  closed  form  solution  of  Grove  et  at. 

[8].  (S.  R.  Kraft*  aid  M.  G.  Buehler) 


NBS  Mathematical  Analysis  Section,  Applied 
Mathematics  Division. 
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**  ■ CRYSTAL  DEFECTS  AND  C0NTAF1I  NANTS 


4.1.  Thermally  Stimulated  Current  and 
Capacitance  Measurements 

Analysis  of  thermally  stimulated  current  and 
capacitance  measurements  continued  with  em- 
phasis on  the  thermally  stimulated  current 
response  of  mid-gap  acceptor-type  defects  in 

a F r-  junction.  The  parameters  which  influ- 
ence the  response  of  a particular  defect 
center  have  been  identified  as  the  heating 
rate,  8;  the  ratio  of  the  donor  density  to 
the  defect  density,  Nj/N  ; and  the  spatial 

fraction  of  the  space-charge  region  over 
which  defects  are  initially  charged,  g. 

Recall  that  the  experiment  is  conducted  by 
cooling  the  junction  to  a low  temperature 
with  a small  bias  which  corresponds  to  a 
space-charge  width  W^,  then  reverse  biasing 

the  junction  to  increase  the  space— charge 
width  to  W^,  and  then  observing  the  current 

as  the  junction  is  warmed  up  [9].  The  tem- 
perature dependence  of  the  electron  density 
on  the  defects  in  the  space-charge  regions 
can  be  found  by  solving  numerically  eqs  (7a) 
and  (7c)  of  reference  [9].  As  an  example 
consider  the  gold  acceptor  in  silicon  for 
which  the  electron  and  hole  emission  rates, 
in  inverse  seconds,  are  [10] 

e = 1.97  * 107T2exp (-6348/T) 


and 


picted  in  the  figure  for  two  typical  cooling 
rates.  Nevertheless,  electrons  occupy  only 
a very  small  fraction  of  the  defects  and  in 
this  portion  of  the  space-charge  region,  the 
defects  are  essentially  uncharged.  Once 

cooled  to  the  desired  temperature,  0^(5  n *) , 

remains  essentially  unchanged  until  the  warm 
up  period  is  begun. 

In  the  neutral  region,  essentially  all  the 
defects  are  occupied  by  electrons  t ince  the 
i ermi  energy  is  well  above  the  def  ict  ener- 
gy. When  the  space-charge  region  is  in- 
creased from  to  W at  low  temperature  the 

electron  density  on  the  defect  centers  in 
this  portion,  nt>  does  not  change,  so  the 

defects  are  initially  essentially  fully 
charged  (n^ 


5 V- 


5.82  x 106T2exp(-6847/T), 


The  initial  distribution  of  charge  in  both 
portions  of  the  space-charge  region  is  shown 
by  the  dotted  line  in  figure  3.  During  warm 
up  the  electron  density  on  the  defects  in 
the  initially  uncharged  portion  between  0 

an4  nt  > follows  the  appropriate  cool- 
down curve  Osee  fig.  2)  until  it  reaches  the 
value  ntf.  The  electron  density  in  the  ini- 
tially charged  portion  between  W,  and  W . 

b i ’ 

nt,  remains  essentially  constant  until  it 

begins  to  fall  rapidly  toward  the  value  ntf 

at  a temperature  which  depends  on  the  heat- 
ing  rate  as  shown  by  the  upper  curves  in 


respectively,  where  T is  the  absolute  tem- 
perature in  kelvin.  The  results  are  illus- 
trated in  figure  2 and  discussed  in  the  fol- 
lowing paragraphs. 

In  equilibrium,  the  electron  and  hole  emis- 
sion rates  govern  the  electron  density  on 
the  defects  in  the  space-charge  region  ac- 
cording to  the  relation 


"tf 


e N./(e  + e ) 

p t n p' 


where  n^  is  the  isothermal,  steady-state 

electron  density.  The  ratio  ntf/N  is  the 

lowest  curve  in  the  figure.  If  the  space- 
charge  region  is  cooled  from  high  tempera- 
tures at  a finite  rate,  the  actual  electron 

* 

density,  nt>  will  be  larger  than  n^  as  de- 


Figure  2.  Electron  density  (normalized  to 
the  gold  density)  on  gold  acceptors  in  the 
space-charge  region  of  a silicon  p+n  junc- 
tion (A:  ntf/Nt;  B:  n*/Nt;  C:  nt/H  ). 
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figure  2.  Referring  to  figure  3,  the  charge 
distribution  in  the  space-charge  region 
(which  contracts  as  the  defects  discharge) 
shown  by  the  solid  line  is  for  an  intermedi- 
ate temperature  where  n is  changing  rapid  - 

ly,  and  the  final  distribution  occurs  at 
high  temperature  where  nt  = nc  = ncf 

During  the  discharging  of  the  defects  there 
is  a reverse  current  from  the  space-charge 
region  which  is  composed  of  two  parts,  name- 
ly, the  conduction  current  and  the  displace- 
ment current  [11].  For  a constant  applied 
bias  during  warm  up  and  for  uniformly  dis- 
tributed defect  centers,  the  current  is 

I(p+n>  = ^ [nc(W  - Wb)2  + n*(2WWfa  - W2) 

- epP*  2WWb  - eppc2W(W  - Wfa)]  (1) 


where  n _ _ 

* c *P  c 

Nt  - V p 


- ennc,  n = e_p 


- e n , 
p t n t 

N - n , q is  the  elec- 


*t  t "t’  rt 
tronic  charge,  W is  the  space  charge  width, 
and  A is  the  junction  area.  The  sum  of  the 
applied  and  buij.--ja  junction  voltages  is 
related  to  the  widti  of  the  space-charge  re- 
gion and  the  charge  densities  by  the 
relation 


VT(p+n)  - t<»„  - V "b! 

s 

+ (Nd  - nt)(W2  - W2)],  (2) 


p*-  SILICON  | n - SILICON  WITH  ACCEPTOR  DEFECTS 


Figure  3.  Schema-ic  representation  of  the 
distribution  of  charge  throughout  the  space- 
charge  region  of  a p+n  junction  during  the 
discharge  of  electrons  from  uniformly  dis- 
tributed acceptor  defects. 


where  is  the  dielectric  constant  of  sili- 
con. These  equations  are  applicable  to  both 
isothermal  and  dyuathermal  measurements  [8], 


Two  limiting  cases  lead  to  simplified  ex- 
pressions for  the  current.  First  consider 
that  all  defects  in  the  space-charge  region 

are  charged;  that  is,  W,  - 0.  In  this  cc=e 

b 

a reduced  form  of  eq  (1)  is 


Il(p+n) 

qAW  N 
M o t 


e n + e 
n t 


2N 

t 


<■ 


\\\ 
\ V 


-1/2 


(3) 


where  Wq  - (2tgV^,/qN^) 1 /2  and  the  reduced 

current  is  in  inverse  seconds.  Plots  of  re- 
duced current  as  a function  of  temperature 

for  several  values  of  the  ratio  N./N  , shown 

d t 

in  figure  4,  demonstrate  that  the  tempera- 
ture of  the  current  peak  is  only  weakly  de- 
pendent on  this  ratio.  The  small  shift 
which  occurs  for  small  values  of  the  ratio 
is  related  to  the  contraction  of  the  space- 
charge  region  as  the  defect  centers  dis- 
charge. When  N^  » Nf , the  motion  of  the 

edge  of  the  space-charge  region  during 

discharge  is  not  significant  and  the  current 

response  is  insensitive  to  the  exact  value 

of  the  ratio  N./N  . Plots  of  reduced  cur- 
d t 

rent  for  various  heating  rates,  shown  in 
figure  5,  demonstrate  that  the  temperature 
of  the  current  peak  shifts  toward  higher 
temperatures  for  faster  heating  rates.  The 
heating  rate  is  the  most  significant  param- 
eter to  affect  the  temperature  of  the  cur- 
rent peak. 


The  second  case,  which  occurs  for 


Nd  ~ V 


facilitates  study  of  the  effect  of  charging 
the  defects  only  in  a portion  of  the  space- 
charge  region.  In  this  case,  one  finds  from 
etJ  (2)  that  W = W , a constant,  consistent 


with  the  lack  of  motion  of  the  edge  of  the 

space-charge  region  during  discharge  of  the 

defects,  and  that  g = (W  - WL)/W  . With 

o bo 

these  substitutions  in  eq  (1),  the  reduced 
current  becomes 

I2(p+n)  -1  * ^ 

qAWoNt  = 2N^  [ennt(1  " g2)  + epPt(1  “ g)2 

+ enntg2  + eppt(2g  - g2)].  (4) 

Plots  of  this  reduced  current  are  shown  in 
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TEMPERATURE  (Kj 

Figure  4.  Calculated  reduced  thermally 
stimulated  current,  I^p+O/qAW  N , from 
gold  acceptor  defects  in  a silicon  p+n  junc- 
tion as  a function  of  temperature  for  6 ■ 

10  K/s,  W = 0,  and  several  values  of  the 
ratio  Nd/Rt.  [See  eq  (3).] 


180  200  220  240  260  280 

TEMPERATURE  (K) 

Figure  6.  Calculated  reduced  thermally 
stimulated  current,  I2(p+tt)/qAW  N , from 
gold  acceptor  defects  in  a silicon  p+n  June 
tion  as  a function  of  temperature  for  6 = 

10  K/s,  = 100,  and  several  values  of 

8- 


TEMPERATURE  (Kj 

Figure  5.  Calculated  reduced  thermally 
stimulated  current,  Ii(p+*)/qAW  N , from 
gold  acceptor  defects  in  a silicon  p+n  junc- 
tion as  a function  of  temperature  for  W = 

0,  N ,/N  - 100,  and  several  values  of  6^ 

[See  eqC (3) . ] 


in  n-type  silicon  «;s  a function  of  heating 
rate  for  various  conditions.  [Calculated: 
A;  Nd/U  = 5,  g - 1;  B:  N /N  = 100,  g = 

= 8 " 0.8.  Experimental: 

o:  p+n  junction  (Device  2107.1,  N /N  = 45 

g - 0.803);  □:  n-MOS  capacitor  (Device 

2107.7,  Nd/Nt  = 25,  g = 0.833).] 
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figure  6 for  various  values  of  g.  The  sig- 
nificance of  this  figure  lies  in  the  possi- 
bility of  confusion  when  identifying  defects 
according  to  the  shape  of  the  current  re- 
sponse. One  must  be  aware  that  this  shape 
is  intr'  .sically  tied  to  the  value  of  g.  It 
should  be  noted  that  it  is  not  possible  in 
practice  to  achieve  g = 1 (W  - 0)  for  this 

D 

requires  that  junctions  be  heavily  forward 
biased.  This  in  turn  results  in  significant 
injection  of  minority  carriers  and  attendant 

alteration  of  the  initial  values  of  n and 
* t 


The  results  presented  in  figures  4,  5,  and  6 
are  summarized  in  figure  7 in  which  the 
emission  temperature,  the  temperature  at 
which  the  peak  of  the  current  occurs  during 
warm  up,  is  plotted  against  heating  rate  for 
several  conditions.  Experimental  values  are 

also  shown  for  both  a gold  doped  p+n  junc- 
tion (NBS  Tech.  Note  806,  p.  15)  and  an 
n-MOS  capacitor  (NBS  Spec.  Publ.  400-1,  p. 
17).  This  model  for  the  current  response  of 

a p n junction  is  also  applicable  to  the 
phase  I response  of  an  n-MOS  capacitor  (NBS 
Spec.  Publ.  400-],  pp.  16-19)  provided  that 
g T*  0.  A thorough  discussion  of  the  n-MOS 
capacitor  current  response  will  be  presented 
at  a later  date. 

(W.  E.  Phillips  and  M.  G.  Buehler) 

4.2.  Energy  Level  Model  for  Gold  in  Silicon 

The  Hall  effect  measurement  phase  of  a con- 
tinuing effort  to  obtain  parameters  for  an 
energy  level  model  for  gold  in  silicon  [121 
was  concluded  with  the  determination  of  ac- 
tivation energies  of  the  gold  donor  and  gold 
acceptor  from  measurements  of  the  Hall  coef- 
ficient as  a function  of  temperature  on  ini- 
tially phosphorus-doped  specimens  diffused 
with  sufficient  gold  to  convert  the  conduc- 
tivity type  from  n to  p.  Depending  on  the 
amount  of  gold  added,  either  the  gold  donor 
level  or  gold  acceptor  level  will  dominate 
[13].  If  the  gold  density  greatly  exceeds 
the  phosphorus  density,  gold-coupled  shallow 
acceptors  are  introduced  (NBS  Tech.  Note 
788,  pp.  18-24)  and  the  gold  doner  level 
dominates.  The  gold  acceptor  level  domi- 
nates when  the  gold  density  exceeds  the 
phosphorus  density  by  a smaller  amount  so 
that  there  is  weak  p- type  conduction.  Con- 
sequently the  specimens  for  which  the  deep 
acceptor  level  can  be  observed  are  nearly 
intrinsic  and  the  activation  energy  cannot 
be  accurately  determined  from  the  slope  of 


a plot  of  R^T3/2  against  1/T.  Instead  it 

1-  necessary  to  use  a two  carrier  analysis 
to  fit  the  Hall  effect  data  as  a function  of 
temperature  and  arrive  at  an  activation  en- 
ergy based  on  the  fit  of  the  calculated 
curves  to  the  experimental  data. 

The  gold  donor  was  studied  on  wafer  80N1250- 
3 which  was  processed  from  a 1.1  mm  thick 
wafer  with  an  initial  room  temperature  re- 
sistivity of  75  !T"cm.  Gold  was  evaporated 
on  both  sides  of  the  silicon  wafer  and  dif- 
fused at  1250°C  for  8 h;  then  both  wafer 
faces  were  lapped  to  a depth  of  125  um  to 
remove  excess  surface  gold  before  ultrason- 
ically  cutting  a rix-contact  bridge-type 
specimen  [14]  for  Hall  effect  and  resistivi- 
ty measurements.  After  diffusion,  the  room 
temperature  resistivity  was  1.7  » 103  ft»cm 
and  the  conductivity  type  had  changed  from  n 
to  p.  A gold  density  of  1.05  x 1037  cm-3 
was  determined  by  neutron  activation  analy- 
sis on  a specimen  from  the  same  wafer  as  the 
Hall  bar. 

The  activation  energy  of  the  gold  donor  was 
computed  from  the  data  shown  in  figure  8 by 
means  of  a least  squares  analysis  [15]  for 
-he  slope.  The  data  points  included  in  the 
lysis  are  shown  by  circles;  the  points 
excluded  because  of  their  deviation  from 
linearity  are  shown  as  squares.  The  calcu- 
lated energy  of  0.3616  * .0002  eV  represents 


T IK) 


103/T  |K'*  ) 


Figure  8.  Hall  effect  activation  energy 
plot  for  the  gold  donor  in  initially  n- type 
silicon  converted  to  p-type  by  diffusion 
with  gold.  (Specimen  80N1250-8.) 
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the  value  at  zero  kelvin  of  the  energy  dif- 
ference between  the  valence  band  edge  and 
the  gold  donor  level  with  the  assumption 
that  this  difference  is  a linear  function  of 
temperature.  The  uncertainty  in  the  energy 
is  the  square  root  of  the  estimated  variance 
of  the  slope  and  does  not  take  into  account 
systematic  errors  which  might  be  presenc. 

The  energy  difference  obtained  from  this 
specimen  of  initially  phosphorus-doped  sili- 
con is  in  excellent  agreement  with  an  aver- 
age activation  energy  of  0.3617  t 0.0011  eV 
measured  previously  on  four  initially  boron- 
doped  specimens  diffused  with  gold  (NBS 
Tech.  Note  754,  pp.  14-15). 

In  obtaining  the  above  values,  the  Hall  co- 
eff icient,  R^,  was  multiplied  by  the  three- 

halves  power  of  the  absolute  temperature,  T, 
to  correct  for  the  principal  temperature  de- 
pendence of  the  density  of  states.  However 

the  hole  effective  mass,  n£,  is  also  temper- 
ature dependent  and  consequently  this  af- 
fects the  values  obtained  for  the  activation 
energy.  To  account  for  the  temperature  de- 

k . 

pendence  of  m^,  the  quantity  RT3'2  was  mul- 
tiplied by  (m^)3/‘  using  a polynomial  equa- 
tion for  m^  which  was  derived  previously 

(NBS  Spec.  Publ . 400-4,  pp.  15-23).  With 
this  correction  a va  ue  for  the  activation 
energy  of  0.3555  * .0002  eV  i^s  calculated 
fir  the  set  of  points  shown  ii>  figure  d. 

The  values  previously  reported  jor  brron- 
doped  silicon  would  also  be  redu^gd  by  the 
same  amount  when  the  temperature  impendence 

mh  ^nclu(^ed  in  the  analysis. 

A second  small  correction  is  required  jo  ac- 
count for  the  temperature  dependence  of  the 
scattering  factor,  which  relates  the  Hal^ 
coefficient  to  the  carrier  density.  If  tMs 
factor  is  assumed  to  vary  as  T-°-2i,  as  re- 
ported for  high  purity  silicon  [16],  the 
value  of  the  activation  energy  is  further 
reduced  to  0.3511  ± 0.0002  eV. 

The  more  precise  energy  level  value  for  the 
gold  donor  from  this  work  is  in  good  agree- 
ment with  both  the  early  results  of  Collins 
et  al.  [13]  and  the  more  recent  data  of 
Bruckner  [17].  It  is  reasonable  to  conclude 
that  the  activation  energy  for  this  level  is 
well  known  and  a good  value  is  available  for 
use  in  a model. 

The  gold  acceptor  was  studied  on  three 
1.1-mm  thick  wafers  with  properties  listed 


in  table  1.  Except  for  the  time  and  temper- 
ature of  the  gold  diffusion,  the  procedure 
followed  in  preparing  these  specimens  was 
the  same  as  that  described  above.  The  re- 
sults of  the  Hall  measurements  on  these 
specimens  are  plotted  in  figure  9. 

Theoretical  curves  of  I^T3/2  as  a function 

of  reciprocal  temperature  were  generated  for 
three  values  of  the  gold  acceptor  level  for 
each  of  the  three  snecimens  using  the 
charge-balance  equation  and  a model  for  the 
energy  levels  in  gold-doped  silicon  as  dis- 
cussed previously  (NBS  Tech.  Note  788,  pp. 
18-24)  but  changes  were  made  in  the  values 
of  some  of  the  parameters.  For  the  temper- 
ature dependence  of  the  energy  band  gap, 

Ec  ” Ev.  The  electron  effective  mass,  m , 

and  the  hole  effective  mass,  m^,  the  poly- 
nomial fits  published  earlier  (NBS  Spec. 

Publ.  400-4,  pp.  15-23)  were  used.  The  lat- 
tice and  impurity  mobilities,  calculated  as 
given  in  Tech.  Note  788,  were  combined  by 
the  sine  and  cosine  integral  method  [18]  to 
obtain  carrier  mobility  for  use  in  the  ex- 
pression for  the  Hall  coefficient  in  the 
mixed  conduction  case  [19].  The  scattering 
factor  for  electrons  was  taken  as  1.2  [20] 
while  the  factor  for  holes  was  taken  to  be 
0.87  [21],  the  temperature  dependence  of 
these  quantities  was  neglected.  Based  on 
experimental  results  as  reported  above,  the 
energy  of  the  gold  donor  with  respect  to  the 
valence  band  was  taken  as  0.355  eV. 

Three  values  of  the  energy  of  the  gold  ac- 
ceptor were  selected.  Two  values,  0.58  and 
0.60  eV  above  the  valence  band  edge,  were 
chosen  to  correspond  approximately  with  mea- 
sured slopes  of  the  linear  regions  of  the 
plots  of  RjjT3/2  against  1/T.  The  third 

value,  0.535  eV  below  the  conduction  band 
edge,  is  based  on  measurements  of  the  gold 
acceptor  energy  with  respect  to  the  conduc- 
tion band  (NBS  Spec.  Publ.  400-1,  p.  19) 
corrected  for  the  previously  neglected  tem- 
perature dependence  of  the  electron  effec- 
tive mass.  The  value  for  the  density,  N., 

o*,*ach  specimen  was  adjusted  to  obtain  a 
cai^ulated  Hall  coefficient  which  agreed 
w^fh  ^he  experimental  one  at  room  tempera- 
Since  heat  treatments,  such  as  those 
employ^  in  the  diffusion  process,  have  been 
observe^,  tc  result  in  significant  changes  of 
resistivity  of  lightly  doped  silicon,  dif- 
ferences between  these  values  of  N.  and  the 

initial  phoe^orus  density  may  be  due  to 
changes  in  ne^,  dopant  density.  Although  the 
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Table  1 — Properties  of  Gold-Doped  Silicon  Specimens 


Specimen  Number 
Initial  resistivity,  n-cm 
Initial  nhosphorous  density,  cm-3 
Diffusion  time,  hr 
Diffusion  temperature,  °C 
Resistivity  after  diffusion,  p*cm 
Gold  density,  cm"3 


2200N950-144 

2300 

2.0  x 1012 
144 
950 

6.4  x 104 

4.4  x IQ15 


400N950-144 

380 

1 .2  x 1013 

144 

950 

2.2  x 105 

2.6  x 1 01 5 


80N1 050-72 
75 

6.3  x io13 
72 
1050 

1.6  x io5 
1 .0  x l o1 6 


T |K| 


a.  Specimen  2200N950-144 . 

A:  EC  " EA  = 0.535  eV,  Nd  = 

4 x 10* 2 cm-3;  B:  EA  - Ey  = 

0.580  eV,  Nd  = 2 x 101 2 cm"3; 
C:  Ea  " EV  - 0.600  eV,  Nd  = 

1 x 1012  cm-3. 


T (K) 


b.  Specimen  400N950-144. 

A:  Ec  - Ea  = 0.535  eV,  Nd  = 

1.2  x 10”V3;  B:  £*-£„■ 

0.580  eV,  Nd  = 1 x 10“  cm-3; 
C:  Ea  - Ev  = 0.600  eV,  Nd  = 

3.5  x 1012  cm-3.  Solid  data 
points  correspond  to  negative 
values  of  Hall  coefficient. 


T (K) 


c.  Specimen  80N1050-72. 

A:  EC  " eA  “ °-535  eV.  Nd  = 

4 x 10* 3 cm-3;  B:  EA  - Ev  = 

0.580  eV,  Nd  = 3 x 1013  cm”3; 
C:  EA  - Ev  = 0.600  eV,  N,  = 

1.25  x 10“  cm"3.  d 


Figure  9.  Experimental  data  and  theoretical  curves  for  determining  the  energy  lev?.-  of 
the  gold  acceptor  in  initially  n-type  silicon  converted  to  p- type  by  diffusion  with  'old. 
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gold  density  could  have  been  adjusted  to 
match  the  calculated  and  measured  Hall  coef- 
ficients, it  was  found  that  the  gold  density 
changes  needed  to  accomplish  this  were  some- 
w! at  larger  than  the  estimated  uncertainty 
of  the  gold  density  determinations. 

The  fit  of  the  calculated  curve  to  the  ex- 
perimental data  at  higher  and  lower  tempera- 
tures vas  examined  for  different  values  of 
the  gold  acceptor  energy  to  determine  which 
value  gave  the  best  fit.  The  data  at  the 
low  temperature  end,  where  the  resistivity 
is  very  high,  were  not  given  much  weight  in 
selecting  the  best  value  for  the  gold  accep- 
tor energy.  It  is  thought  that  surface  con- 
duction or  other  experimental  problems 
caused  the  data  points  to  deviate  downward 
from  the  true  bulk  values.  Data  from  mea- 
surements on  different  days  on  these  and 
other  high  resistivity  specimens  often 
showed  shifts  where  the  magnitude  of  the 
change  increased  as  the  resistivity  in- 
creased or  as  the  temperature  decreased. 

The  points  plotted  for  each  specimen  are  the 
highest  set  of  values  obtained  as  they  are 
considered  to  be  most  representative  of  the 
bulk  values.  In  each  case,  it  is  evident 
that  the  experimental  results  fit  the  shape 
of  the  curve  calculated  with  the  acceptor 
level  0.535  eV  below  the  conduction  band 
edge  better  than  they  fit  either  of  the 


other  two  curves.  Although  it  is  clear  that 
fixing  the  acceptor  to  the  valence  band  edge 
does  not  give  a satisfactory  fit,  it  is  pos- 
sible that  allowing  the  acceptor  level  to 
maintain  its  same  relative  position  in  the 
forbidden  gap  as  the  temperature  changed 
might  give  as  good  or  better  fits. 

Numerous  values  of  the  activation  energy  of 
the  gold  acceptor  have  been  reported  in  the 
literature.  Tasch  and  Sah  [22]  and  Sah  et 
Q.1.  [10]  concluded  from  emission  rate  data 
as  a function  of  temperature  that  the  level 
is  0.59  eV  above  the  valence  band.  Parillo 
and  Johnson  [23] , also  from  emission  rate 
measurements,  concluded  that  the  level  is 
0.72  ± 0.01  eV  above  the  valence  band. 

Collins  et  il.  [13]  concluded  from  Hall  and 
resistivity  data  that  the  level  is  0.62  ± 

0.02  eV  above  the  valence  band.  Detailed 
agreement  with  the  present  work  depends  on 
the  temperature  variation  of  the  acceptor 
level  with  respect  to  the  band  edges.  To 
establish  the  temperature  variation,  an  im- 
proved model  for  carrier  mobility  is  re- 
quired so  that  more  accurate  fits  can  be 
made  io  the  data  near  the  Hall  inversion. 

Further  analysis  of  the  Hall  effect  data  is 
being  deferred  pending  investigation  of  pro- 
cedures for  calculating  electron  and  hole 
mobilities.  (W.  p_  Thurber) 


5.  OXIDE  FILM  CHARACTERIZATION 


5.1.  X-Ray  Photoelectron  Spectroscopy 

The  angular  dependence  of  x-ray  photoelec- 
tron spectra  (NBS  Spec.  Publ.  400-4,  p.  42 
was  investigated  to  study  its  applicabilit 
to  the  determination  of  depth  distributions 
c ' surface  impurities  and  thicknesses  of 
thin  surface  films.  A wide  spectral  survey 
scan  of  air  stabilized  silicon  (which  has  a 
protective  oxide  coating  resulting  from  room 
temperature  aging  in  air)  r.:vealed  three 
significant  elements:  silicon,  oxygen  and 

carbon.  The  spectra  associated  with  these 
elements  are  shown  in  figure  10. 

The  relative  area  of  each  peak  as  a function 
of  electron  emission  angle,  9,  is  shown  in 
figure  11.  The  similar  responses  of  the 
lower  kinetic  energy  silicon  peak,  labeled 
SiO? , and  the  oxygen  peak  supports  the  asso- 
ciation of  the  Si02  peak  with  an  oxide  of 
silicon.  The  smaller  carbon  peak,  labeled 
0^,  displays  the  same  behavior  and  may  be 

due  to  carbon  bonded  to  oxygen  in  the  sili- 
con oxide  layer.  The  essentially  flat  angu- 
lar dependence  of  these  peaks  also  suggests 
that  the  oxide  layer  is  thicker  than  the 
electron  escape  depth.  The  higher  energy 
carbon  peak,  has  maximum  intensity  for 

electron  emission  parallel  to  the  surface. 
This  behavior  may  be  expected  of  a thin 
superficial  carbon  layer.  In  contrast,  the 
higher  energy  silicon  peak,  which  is  associ- 
ated with  elemental  silicon  is  largest  for 
electron  emission  perpendicular  to  the  sur- 
face. This  is  typicel  of  a substance 


covered  by  a material  which  attenuates  elec- 
tron emission  from  below. 

These  conclusions  can  be  confirmed  from  an 
examination  of  the  relative  peak  magnitudes. 
The  ratios  of  the  relative  areas  of  the  two 
carbon  peaks  and  the  two  silicon  peaks  are 
drawn  in  figure  12  as  functions  of  the  elec- 
tron emission  angle.  This  figure  empfiar  izes 
the  usefulness  of  angular  studies  for  deter- 
mining the  relative  depths  of  the  surface 
constituents.  In  this  case,  one  notes  that 
the  elemental  silicon  is  covered  by  its 
oxide  and  that  carbon  appears  in  two  forms 
with  exterior  to  C^. 

Earlier,  ultralow-pressure  oxidation  in  the 
spectrometer  vacuum  chamber  of  a silicon 

surface  cleaned  by  Ar+  bombardment  resulted 
in  the  introduction  of  a carbon  film,  pre- 
sumably silicon  carbide,  on  the  specimen. 
This  experiment  was  repeated  using  a silicon 
specimen  having  an  exceptionally  low  carbon 
content.  The  specimen  was  fixed  at  a given 
angle  and  heated  by  an  adjacent  tantalum 
strip  through  which  current  was  passed.  The 
current  in  the  tantalum  heater  was  varied 
from  0 to  22  A;  at  35  A the  silicon  glows 
dull  red,  corresponding  to  a temperature  of 
750°C. 

As  recorded  in  figure  13,  the  area  of  the 
total  carbon  peak  was  observed  to  drop  60 
percent  over  the  heating  range,  while  the 
oxygen  and  silicon  peaks  together  increased 
by  this  same  amount.  The  C^j/C^  ratio  was 


a.  Carbon  Is. 


b.  Silicon  2p. 


c.  Oxygen  Is. 


Figure  10.  X-ray  photoelectron  spectra  of  carbon,  silicon,  and  oxygen  from  an  air- 
stabilized  silicon  specimen. 
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ELECTRON  EMISSION  ANGLE  (deg) 


Figure  11.  Relative  areas  of  x-ray  photoelectron  spectral  peaks  as  a function  of  electron 
emission  angle.  (•:  oxygen;  ■:  total  silicon;  ♦:  total  carbon;  O:  Si;  o:  Si02; 

0:  Cr  The  inset  depicts  the  geometrical  arrangement  and  the  electron  emissiorTangle,  0.) 


ELECTRON  EMISSION  ANGLE  (deg) 


Figure  12.  Ratios  of  the  relative  areas  of 
the  x-ray  photoelectron  peaks  due  to  carbon 
and  silicon  as  a function  of  electron  emis- 
sion angle.  (•:  Cjj/Cj ; O:  Si02/Si.) 


Figure  13.  Relative  areas  of  x-ray  photo- 
electron spectral  peaks  of  cleaned  silicon 
surface  heated  in  an  ultralow  pressure  of 
oxygen  as  a function  of  heater  current  and 
ratio  of  relative  areas  of  the  peaks  due  to 
carbon.  (•:  total  carbon;  O:  oxygen; 

0:  total  silicon;  □:  Si;  a:  Si02;  ■: 

cii/cr) 
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also  observed  to  rise.  A mass  spectrometer 
monitored  the  vacuum  chamber  gases  during 
heating.  At  low  temperatures  the  primary 
gas  constituent  was  hydrogen,  but  as  the 
temperature  was  raised  the  carbon  monoxide 
content  began  to  Increase.  At  the  highest 
temperatures,  the  mass  spectrum  became  ex- 
tremely complex. 

Toe  drop  in  the  total  carbon  photoelectron 
signal  is  Interpreted  as  a loss  of  this  ele- 
ment from  the  specimen  surface.  The  near 
constancy  of  the  elemental  silicon  to  the 
S102  signal  ratio  indicates  that  practically 
no  additional  oxide  was  formed  or  removed 
from  the  specimen  surface.  The  oxygen  In- 
tensity variation  Is  more  puzzling.  The 
kinetic  energies  and,  correspondingly,  the 
mean  free  paths  for  the  oxygen  electrons  are 
less  than  for  the  silicon  electrons.  There- 
fore, the  removal  of  a surface  contamination 
layer  should  have  a more  pronounced  effect 
upon  the  oxygen  photoelectron  emission.  If 
all  the  oxygen  were  associated  with  the 
Si02,  then  the  oxygen  peak  should  Increase 
to  a greater  degree  than  the  silicon  peak. 
Since  this  was  not  the  case,  some  of  the 
oxygen  may  have  been  removed  with  the  car- 
bon, which  suggests  that  not  all  the  oxygen 
Is  associated  with  the  silicon  dioxide. 

The  C/0  ratio  of  the  monitored  off-gassed 
material  was  in  the  order  of  3:1.  This  ra- 
tio is  rather  low  for  typical  diffusion  pump 
oils,  which  probably  suggests  that  some  of 
the  off-gassed  oxygen  was  present  as  ad- 
sorbed water.  At  the  highest  heating  cur- 
rents used,  a plateau  appears  in  the  silicon 


A 

NBS  Surface  Processes  and  Catalysis  Sec- 
tion, Physical  Chemistry  Division. 


and  oxygen  photoemission  intensities. 

Whether  all  the  excess  (non-Si<>)  oxygen  was 
removed  is  not  known,  but  it  does  seem  clear 
that  at  least  some  fraction  of  the  oxvgen- 
contalning  ad  layer  has  been  removed. 

In  view  of  the  above  off-gassing  data,  one 
might  wonder  whether  the  angular  distribu- 
tion of  photoelectrons  from  non-Si02  oxygen 
and  Si02  silicon  should  actually  track  one 
another  as  in  figure  11.  The  explanation 
may  lie  with  the  orientation  of  the  adsorbed 
molecules.  The  oxygen  end  of  the  molecule 
is  certain  to  be  more  polar  than  the  hydro- 
gen fraction  and  probably  rests  against  the 
Si02  layer.  These  two  oxygen  signals  would 
then  contribute  to  a single  oxygen  signal, 
similar  to  that  in  figure  10b,  which  would 
track  the  SiO?  angular  variation. 

(M.  Erickson*,  J.  T.  Yates,  Jr.*,  T.  . 

Madey*,  and  A.  0.  biefcernan) 

L.2.  Comparative  Study  of  Surface  Analysis 
Techniques 

A series  of  measurements  has  been  initiated 
to  compare  various  electron,  ion  and  photon 
beam  technologies  for  the  determination  of 
the  depth  profiles  of  impurities  in  silicon 
and  silicon  dioxide.  In  these  preliminary 
measurements,  specimens  of  boron  and  zinc 
implanted  silicon  and  of  aluminum  and  sodium 
implanted  silicon  dioxide  are  being  used  to 
provide,  in  most  cases,  a reasonably  well 
known  density  of  impurity  at  a reasonably 
well  defined  location.  The  specimens  were 
selected  from  materials  contributed  by  vari- 
ous semiconductor  processing  houses.  The 
properties  of  the  specimens  are  summarized 
in  table  2.  For  each  specimen  the  implant- 
ation angle  (measured  between  the  incident 
beam  and  the  normal  to  the  specimen  surface). 


Table  2 — Specimens  for  the  Comparative  Study  of  Surface  Analysis  Techniques 


Implanted  Ion 

B 

Zn 

Al 

Ma 

Host 

Si 

Si 

85  nm  Si02  on  Si 

300  nm  SiO 

Implantation  Angle,  deg 

0 

0 

80 

0 

Implantation  Energy,  keV 

150 

30 

40 

50 

Total  Dose,  cm*2 

2.8  « 1015 

5 x TO16 

1.7  x 1013 

1 x 10 

Peak  Density,  cm*3 

1 x 1020 

3.5  x 1022 

3.1  * 1019 

— 

Projected  Range,  nm 

570.6 

22.6 

7.8 

— 

Projected  Standard  Deviation, 

nm ' 113.0 

5.7 

2.3 
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Lhe  implantation  energy,  and  the  total  dose 
were  reported  by  the  laboratory  which  sup- 
plied the  implants;  the  peak  density  was 
calculated  from  the  work  of  Mayer  et  at. 

[24];  and  the  projected  range  and  standard 
deviation  were  based  on  calculations  of 
Johnson  and  Gibbons  [25], 

Samples  of  these  specimens  are  being  sub- 
jected to  secondary  ion  mass  analysis  (SIMS) 
[26],  low  and  high  energy  ion  scattering 

spectrometry  (ISS  [271  .and  R?S*  [28],  re- 
spectively), Auger  ei  t.ron  spectroscopy 
(AES)  [29],  x-ray  photoemission  spectroscopy 

(XPS  or  ESCA^)  [30]  and  other  techniques  in 
laboratories  associated  with  instrument 
manufacture,  semiconductor  analysis,  or 
semiconductor  device  production.  The  speci- 
mens are  expected  to  exercise  the  capabili- 
ties of  the  various  measurement  techniques 
and  to  provide  illustrations  of  their  dif- 
ferent realms  of  applicability.  Some  char- 
acteristics of  the  results  can  be  anticipat- 
ed on  the  basis  of  the  physical  processes 
involved. 

For  detecting  boron  in  a silicon  matrix,  it 
is  expected  that  SIMS  will  demonstrate  cer- 
tain advantages  over  other  techniques.  The 
sensitivity  of  SIMS  to  small  quantities  of 
material  and  the  virtual  impossibility  that 
a molecular  ion  having  almost  the  boron  mass 
may  form  during  sputtering  together  imply 
that  the  density  profile  of  boron  in  the 
boron  implanted  silicon  specimen  should  be 
easily  measured,  even  with  a low  resolution 
SIMS  instrument.  On  the  other  hand,  the  low 
atomic  mass  of  boron  relative  to  silicon 
makes  boron  a difficult  element  to  detect  by 
an  ion  scattering  technique  at  any  energy. 

In  addition,  due  to  the  low  atomic  number  of 
boron,  the  cruss-sections  for  x-ray  photo- 
emission and  Auger  electron  emission  are 
both  very  small,  even  though  the  Auger  pro- 
cess is  considerably  more  probable  than  the 
occurance  of  x-ray  ph Jtoemission. 

The  zinc  implanted  silicon  specimen  presents 
some  interesting  challenges  to  the  measure- 
ment technologies  under  consideration.  Zinc 
has  twice  the  atomic  mass  of  silicon  and,  in 
contrast  to  boron,  should  be  readily  detect- 
able by  ion  scattering.  Zinc. also  possesses 


a reasonable  cross  section  for  XPS  and  AES 
processes.  However,  while  the  sputter  yield 
for  SIMS  may  be  high,  the  enormous  peak  den- 
sity of  zinc  atoms  is  nearly  equal  to  the 
density  of  silicon  atoms  in  the  crystal  and 
severe  matrix  effects  should  be  anticipated 
in  the  SIMS  measurement.  Chemical  shifts  in 
the  XPS  and  AES  spectra  may  also  arise  near 
the  depth  of  maximum  implantation. 

Any  measurement  technique  resulting  in  loca- 
lized heating  or  charging  of  the  sodium  im- 
planted silicon  dioxide  specimen  is  capable 
of  displacing  the  sodium  distribution  [31]. 
This  is  true  to  varying  degrees  for  all  the 
techniques  being  discussed.  Furthermore, 
the  sensitivities  of  XPS  and  AES  to  sodium 
are  low,  and  the  mass  ratio  of  sodium  to 
silicon  or  silicon  dioxide  is  unfavorable 
for  ion  scattering  to  be  useful.  Channeling 
cannot  be  used  to  enhance  the  Rutherford  ion 
backscattering  spectrum  because  the  SIO2 
film  is  amorphous. 

From  the  measurements  viewpoint , the  alumi- 
num implanted  silicon  dioxide  specimen  is 
interesting  because  aluminum  neighbors  on 
silicon  in  the  periodic  table  and  interfer- 
ences may  be  expected  in  some  cases.  For 
example,  even  under  optimum  conditions  the 
mass  resolution  M/AM  is  no  better  than  30 
for  ISS  measurements  [27].  In  addition,  the 
very  shallow  depth  of  the  aluminum  implanta- 
tion provides  a test  for  the  depth  resolu- 
tion of  the  various  techniques. 

A trade  off  exists  with  respect  to  the  in- 
tensity of  the  analyzing  beam  and  the  mea- 
surement time  for  a given  signal  strength. 

By  reducing  the  beam  intensity  and  integrat- 
ing the  signal  over  a longer  period  of  time, 
the  presence  of  elusive  elements  on  a sur- 
face can  often  be  detected  by  less  sensitive 
techniques.  The  duration  of  a measurement 
is  limited  by  the  degree  of  sample  destruc- 
tion that  can  be  tolerated  during  an  analy- 
sis and  by  the  patience  of  the  investigator. 
Thus  while  the  sensitivity  of  photoemission, 
Auger  emission  and  ion  scattering  techniques 
may  not  be  as  great  as  that  of  SIMS,  these 
techniquas  are  far  less  destructive  to  the 
specimen  surface  and  the  detection  limit  can 
be  enhanced  by  prolonging  the  measurement 
interval.  (A.  G.  Lieberman) 


* 
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6 . TEST 

6.1.  Test  Pattern  for  Resistivity-Dopant 
Density  Evaluation 

Test  pattern  NBS-3  was  designed  primarily 
for  evaluation  of  the  relationship  between 
resistivity  and  dopant  density  in  both  n- 
and  p- type  silicon.  Other  purposes  include 
the  evaluation  of  test  structures  for  use 
as  process  control  tools  and  the  development 
of  new  and  improved  test  structures.  The 
test  pattern,  shown  in  the  photomicrograph 
in  figure  14,  is  composed  of  various  test 
structures  including  MOS  capacitors,  p-n 
junctions,  bipolar  and  MOS  transistors,  dif- 
fused and  metal  resistors,  alignment  mark- 
ers, and  etch-control  and  resolution  struc- 
tures contained  in  a square  silicon  chip 
200  mils  (5.08  mm)  on  a side.  The  pattern 
requires  four  mask  levels  (Base,  Emitter, 
Contact,  Metal)  for  its  fabrication.  In  ad- 
dition, there  is  provision  in  the  design  of 
the  test  structures  for  a fifth  (Passiva- 
tion) mask.  As  shown  in  figure  14,  the  clip 
is  composed  of  an  array  of  33  test  struc- 
tures, In  designing  these  structures  the 
following  design  rules  were  observed: 

1.  Minimum  stripe  width:  0.25  mil 

(6.  4 pm) . 

2.  Minimum  base  to  channel  stop  sepa- 
ration: 0.50  mil  (12.7  pm). 

3.  Minimum  emitter  to  base  separation: 
0.50  mil  (12.7  pm). 

4.  Minimum  contact  to  base  (or  emit- 
ter) separation:  0.50  mil 

(12.7  pm). 

5.  Metal  overlap  at  contacts: 

0.25  mil  (6.4  Pm)  [0.50  mil 

(12.7  pm)  where  a passivation  layer 
is  opened]. 

6.  Minimum  field  plate  overlap  at 

diffusions:  0.50  mil  (12.7  pm). 

7.  Minimum  metal  separation:  0.50  mil 
(12.7  pm). 

8.  Exposed  bonding  pad  width  when  a 
passivation  layer  is  used: 

4.00  mil  (101.6  p- ) . 

9.  Minimum  passivation  overlap  at 

metal:  0.25  mil  (6.4  pm). 

10.  Scribe  grid  width:  4.00  mil 

(101.6  pm). 

11.  Expanded  metallization  contacts: 
avoided  where  possible  by  extend- 
ing diffusions  under  contacts. 


PATTE 
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12. 

Top  side  contacts: 
ever  possible. 

provided  when 

13. 

The  lines  on  each  mask  level: 
uniquely  located  so  that  they  do 
not  coincide  with  the  lines  on 
another  mask  level. 

These  rules  were  chosen  to  minimize  problems 
encountered  in  bonding,  probing,  mask  align- 
ment, and  pinhole  shorting.  For  instance, 
a misalignment  of  + 0.25  mil  (6.4  pm)  be- 
tween either  the  Contact  or  Metal  mask  and 
the  Diffusion  mask  is  tolertble.  Eliminat- 
ing expanded  metal  contacts  reduces  shorting 
problems  associated  with  expanded  metal  con- 
tacts. Unique  location  of  lines  on  each 
mask  level  simplifies  inspection  procedures, 
lhese  design  rules  eliminate  certain  fabri- 
cation faults  and  thereby  improve  the 
chances  that  a test  structure  will  function 
properly. 

The  test  structures  shown  in  figure  14  are 
listed  in  table  3.  Most  of  these  structures 
are  adaptations  of  commonly  used  configura- 
tions. Some  of  the  structures  on  test  pat- 
tern NBS-2  (NBS  Tech.  Note  788,  pp.  15-17) 
[32]  were  included  in  the  present  pattern. 

It  should  be  noted  that  the  Hall  effect  de- 
vice (26)  is  functional  only  after  it  has 
been  scribed  from  the  wafer.  To  accomodate 
this  device,  Lue  scribe  grid  was  omitted 
from  the  Base  and  Emitter  masks  and  included 
on  only  the  Contact  mask.  Special  care  must 
be  taken  when  scribing  to  assure  proper  chip 
separation. 

The  devices  specifically  designed  for  the 
resistivity-dopant  density  evaluation  are 
indicated  by  an  asterisk  in  table  3.  Bulk 
dopant  density  values  can  be  found  from  the 
following  structures:  MOS  capacitor  over 

collector  (8),  base-collector  diode  (10), 
and  Hall  effect  device  (26).  In  obtaining 
values,  difficulties  can  be  encountered  with 
the  MOS  capacitor  (8)  in  that  it  measures 
at  the  surface  of  the  silicon  where  the  dop- 
ant density  may  be  altered  by  *-he  oxidation 
process.  Values  obtained  from  the  Hall  ef- 
fect device  (26)  rely  on  a knowledge  of  the 
scattering  factor  which  is  not  well  estab- 
lished. The  best  chance  for  obtaining  unam- 
biguous values  appears  to  lie  with  the  base- 
collector  diode  (10). 

Bulk  resistivity  values  can  be  found  from 
the  collector  resistors  (1,  7,  12,  17,  and 
18)  and  the  Hall  effect  device  (26).  Collec- 
tor resistors  (1,  7,  12,  and  18)  are  intended 
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Figure  14.  Test  pattern,  NBS-3,  for  characterizing  the  resistivity-dopant  density  relation 
in  silicon . (The  33  test  structures  are  identified  in  table  3.  The  overall  pattern  is 
200  mils  (5.08  mm)  on  a side.) 


to  operate  with  current  passing  from  the  top 
of  the  chip  to  the  backside  contact.  In 
this  mode,  backside  contact  resistance  anu 
geometrical  factors  must  be  determined. 
Collector  resistors  (12)  and  (18)  are  ex- 
pected to  yield  information  about  the  back- 
side contact  resistance,  and  collector  re- 
sistor (7)  was  designed  to  have  a readily 
calculable  geometrical  factor.  The  collec- 
tor four-probe  resistor  (17)  is  a conceptu- 
ally simple  structure  but  it  is  difficult  to 


values  provided  that  it  can  be  satisfactori- 
ly fabricated.  The  Hall  effect  device  (26) 
can  yield  reliable  values  but,  as  noted 
ab.ve,  cannot  be  used  on  an  unscribed  wafer. 

Resistivity  and  dopant  density  values  can  be 
obtained  from  base  profiles  by  combining  the 
results  of  two  test  structures.  The  base 
dopant  density  profile  can  be  obtained  from 
the  emitter-base  diode  (9) , and  the  base 
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Table  3 — Planar  Test  Structures  on  Test  Pattern  NBS-3 


Number 

Test 

Structure3 

Important  Mask  . 
Dimension,  mil  (mm)D 

1 

* Collector  resistor  (FP,  CS) 

D = 17  (0.43) 

2 

MOS  capacitor  over  base 

D = 15  (0.38) 

3 

MOS  capacitor  over  emitter 

D = 15  (0.38) 

4 

A1 ignment  marker 

5 

Logo 

6 

* Tetrode  transistor 

D = 23.5  (0.60) 

7 

* Collector  resistor  (DGR) 

D = 15  (0.38) 

8 

* MOS  capacitor  over  collector 

D = 15  (0.3) 

9 

* Emitter-base  diode  (FP,  CS) 

D = 17  (0.43) 

10 

* Base-collector  diode  (FP,  CS) 

D = 17  (0.43) 

11 

Base  sheet  resistor  (VDP,  FP,  CS) 

D = 17  (0.43) 

12 

* Collector  spreading  resistor 

D - 5 (0.13) 

13 

Bipolar  transistor 

D = 5.5  (0.14) 

14 

Base-collector  diode  (FP,  CS) 

D = 5 (0.13) 

15 

MOSFET  (circular,  W/L  = 18.2) 

L = 3.5  (0.089) 

16 

MOSFET  (W/L  = 4) 

L = 0.5  (0.013) 

17 

* Collector  four-probe  resistor 

S = 2.25  (0.057) 

18 

* Collector  spreading  resistor 

D = 15  (0.38) 

19 

MOS  capacitor  over  col1  :tor 

D = 15  (0.38) 

20 

Metal  sheet  resistor 

S = 1.5  (0.038) 

21 

Emitter  sheet  resistor  (VDP) 

S = 1.5  (0.038) 

22 

Base  sheet  resistor  (VDP) 

S = 1.5  (0.038) 

23 

Metal -to-emitter  contact  resistor 

S = 1.0  (0.025) 

24 

Metal -to-base  contact  resistor 

S = 1.0  (0.025) 

25 

MOS  capacitor  over  collector 

S = 4 (0.10) 

26 

Hall  effect  device 

S = 100  (2.54) 

27 

Emitter  sheet  resistor  (B,  W/L  = 0.25) 

L = 6 (0.15) 

28 

Base  sheet  resistor  (u,  W/L  = 0.25) 

L = 6 (0.15) 

29 

Surface  profile  structure 

30 

Incremental  base  sheet  resistor  (VDP) 

D = 30  (0.76) 

31 

Etch-control  structures0 

32 

Resolution  structures0 

33 

Metal  step-coverage  resistor 

B = bridge,  CS  = channel  stop;  DGR  = diffused  guard  ring;  FP  = field  plate; 

L>  = length  along  current  path;  VDP  = van  der  Pauw,  W = width  of  current  path; 
* = structures  designed  for  resistivity-dopant  density  evaluation. 

D = diameter;  L = length  along  current  path;  S = side  of  a square. 

c 

B = base  mask;  C = collector  mask,  E = emitter  mask;  M = metal  mask. 
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resistivity  profile  can  be  obtained  from  the 
tetrode  transistor  (6).  Use  cf  these  struc- 
tures should  allow  one  to  establish  resis- 
tivity values  continuously  over  several  de- 
cades in  dopant  density. 

Many  of  the  remainirg  test  structures  are  in 
support  of  the  above  described  devices. 

They  are  intended  to  assure  that  proper  fab- 
rication steps  have  been  followed  and  to  aid 
in  diagnosing  problems.  (M.  G.  Buehler) 


6.2.  Charge-Coupled  Device  Test  Pattern 

This  study  was  undertaken  to  investigate  the 
applicability  of  the  charge-coupled  device 
(CCD)  as  a test  structure  for  use  in  semi- 
conductor process  control.  Prioi  to  using 
the  CCD  as  a process  control  tool,  the  pa- 
rameters measured  from  the  CCD  must  be  cor- 
related with  those  measured  on  other  better 
known  devices  such  as  MOS  capacitors  ana  MOS 
transistors.  The  initial  phase  of  the  elec- 
trical evaluation  has  begun  with  the  opera- 
tion of  the  CCD  in  three  modes:  (1)  as  an 

MOS  capacitor;  (2)  as  an  MOS  transistor;  and 
(3)  in  the  charge  transfer  mode. 

Various  simplified  views  of  the  particular 
linear  CCD  structures  used  in  this  study  are 
shown  in  figure  15  with  typical  input  and 


output  stages.  The  circular  CCD's  have  a 
slightly  different  configuration;  the  input 
and  output  stages  are  rotated  90  deg  and  are 
located  on  opposite  sides  of  the  circle. 

The  test  structures  were  fabricated  on  1.5 
to  3 ohm-cm  p-type  silicon  wafers  with  (100) 
surfaces.  The  test  pattern  and  the  various 
test  structures  have  been  listed  previously 
(NBS  Spec.  Publ.  400-8,  pp.  26-27).  The 
interelectrode  gap  for  the  CCD  structures  is 
0.1  mil  (2.5  pm)  and  the  net  gate  area  of 
each  electrode  is  0.36  mil“  (232  pm2).  The 

"phase  three"  electrodes  (V  ) are  connected 

9 3 

by  an  aluminum  interconnection,  and  the 

"phase  one"  (V,,)  and  "phase  two"  (V  „) 

Tl  ?2 

electrodes  are  connected  by  n diffused  in- 
terconnections. The  field  oxide  is  about 
1000  nm  thick  and  is  located  outside  the 
contact  and  gate  regions. 

The  MOS  C-V  characteristics  for  32-bit  cir- 
cular CCD  (device  2 on  the  CCD  test  pattern) 
are  compared  to  those  for  the  MOS  capacitor 
(device  20)  in  figure  16.  These  character- 
istics were  measured  in  the  dark,  at  room 
temperature,  with  a 1-MHz,  15-mV(rms)  sig- 
nal. An  analysis  of  the  MOS  capacitor  data 
yields  a flat-band  voltage  = -1.05  V,  a 

work  function  difference  <fc  = -0.90  V,  an 

acceptor  substrate  dopant  density  N = 2.2  x 


TO  INVERTER 


► | w0.5  mil  (13/i.mj 

□ p+ CHANNEL  STOP 

H n+ SOURCE /0RAIN/INTERC0NNECT 


CONTACT 


Figure  15.  A topographic  view  and 
cross  section  of  an  rc-channel,  three- 
phase,  aluminum-gate  CCD. 
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1015  cm  3,  a gate  oxide  thickness  X = 

o 

11*  nm,  and  a surface  charge  density  com- 
posed of  fixed  oxide  charge  density,  Q 

ss 

and  fast  interface  charge  density,  N__ , , of 


Qss  + NFS- 


2.7  x io10 


CM 


FS  ' 
The  slight 


distortion  observed  in  the  C-V  curve  near 
inversion  is  attributed  to  fast  interface 

states  with  charge  density  of  about 
--10-° 


10 


where  W is  the  channel  width,  L is  the  chan- 
nel length,  u is  the  channel  electron  mo- 
n 

bility,  e is  the  dielectric  constant  of  the 

o 

oxide,  X is  the  oxide  thickness,  V„  is  the 
gate  voltage,  VT  is  the  threshold  voltage, 
and  VD  is  the  drain  voltage.  The  channel 
conductance  g^,  determined  as  approaches 
zero,  is 


The  MOS  C-V  characteristics  were  obtained 
from  the  circular  CCD  by  treating  the  phase 
three  electrodes  as  the  gate  while  grounding 
the  phase  one  and  phase  two  electrodes. 

This  effectively  eliminates  the  interelec- 
trode capacitances  (between  the  phase  three 
and  the  phase  one  or  phase  two  metalliza- 
tion), the  phase  three  cross-over  capaci- 
tances (between  the  phase  three  metalliza- 
tion and  the  n~  interconnections  under 
thick,  field  oxide),  and  the  junction  capac- 


8D  8 V 


VG=const 


/ u e \ W 

I n °\  _ 

\ X / L 

\ ° / 


(V, 


V- 


(5) 


In  the  saturation  region,  if  K2  is  much  less 

than  1 V (where  K2  = X 2(e  q N )/e  2 q is 

os'  a o 

the  electronic  charge,  Eg  is  the  dielectric 
constant  of  silicon,  and  Ng  is  the  acceptor 
dopant  density),  the  drain  current  is 


itances  (between  the  n+  interconnects  and 
the  p substrate)  from  the  measurement,  but 
the  capacitances  between  the  phase  three 

metallization  and  the  p+  channel  stop  under 

the  thin,  gate  oxide,  the  p+  channel  stop 
under  the  thick  field  oxide,  and  the  p- 
substrate  under  the  thick,  field  oxide  re- 
main in  parallel  with  the  phase  three  gate 
capacitance.  In  the  inversion  region,  these 
parallel  capacitances  edd  to  the  phase  three 
gate  capacitance,  as  is  evident  in  the  CCD 
inversion  characteristics  shown  in  figure 
16.  More  comprehensive  analysis  is  planned 
for  the  coming  quarter  in  order  to  extract 
the  physical  parameters. 


D sat 


(6) 


In  the  analysis  of  the  MOS  transistor,  X 

0 

was  taken  as  116  nm  from  the  measurements  on 
device  20.  Rather  than  assuming  the  nominal 
value  of  W/L  (=  1),  a value  of  W/L  ■ 1.56 
was  obtained  from  a conductir.g-paper  analog 
of  the  device  taking  into  account  both 
fringe  currents  and  channel  narrowing  due  to 
the  source  and  drain  lateral  diffusion.  For 
this  device,  K2  is  about  0.41  V.  From  the 
intercept  and  slope  of  a plot  of  g^  as  a 


The  32-bit  circular  CCD  was  given  a bias 
temperature  stress  test  at  250°C  for  15  min 
with  a field  of  lO^1  V/cm  applied  across  the 
phase  electrodes.  Under  these  conditions 
the  room  temperature  C-V  curves  did  not 
shift  more  than  0.05  V which  indicates  that 
this  device  is  reasonably  free  of  mobile  ion 
contaminants  (density  £ 1010  cm-2). 

MOS  transistor  characteristics  as  measured 
on  the  32-bit  circular  CCD  agree  quantita- 
tively with  those  for  the  MOS  transistor 
(device  28).  The  latter  device  was  measured 
in  both  the  linear  and  saturation  regions. 
For  Vp  <<  (Vg  - VT)  in  the  linear  region, 

the  drain  current,  I , is  [33] 


function  of  V^  [eq  (5)],  it  was  found  that 

V_  = 0.20  V and  p = 1070  cm2/V's.  From  the 
i n 

intercept  and  slope  of  a plot  of  as 

D sat 

a function  of  V^  [eq  (6)],  it  was  found  that 

V , = 0.17  V and  p * 1040  cm2/V*s.  These 
i n 

values  are  in  agreement  with  those  given 
elsewhere  [34]  if  boron  redistribution  dur- 
ing oxide  growth  is  taken  into  account. 

The  MOS  transistor  characteristics  for  the 
32-bit  circular  CCD  were  obtained  by  treat- 
ing the  input  diode,  V as  a drain;  the 

input  gate,  V^  , as  a gate;  and  the  three 

phase  electrodes,  the  output  gate,  V , and 

the  preset  gate,  V , (heavily  inverted  at 
ps 

+ 40  V)  as  the  source  which  was  accessed 
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Figure  16.  High-frequency  capacitance- 
voltage  characteristics  of  a p-MOS 
capacitor  (CQ  • 60.3  pF)  (A)  and  an  n- 
channel,  32-bit  CCD  connected  as  an  MOS 
capacitor  (B).  (The  flat  band  capaci- 
tance, C,,  , is  0.79  C ) . 
fb  o 


Figure  18.  Fractional  charge  loss  per 
transfer  from  a "one"  preceded  by  Nzer0 
zeros  and  transferred  336  times  around  a 
32-bit  circular  CCD  operating  at  125  kHz. 
(The  slope  yields  Npg,  and  the  intercept 
yields  F;  see  eq  (7).) 


Figure  17.  Pulse  height  of  a "one" 
preceded  by  9 zeros  as  a function  of 
the  number  of  transfers  around  a 32-bit 
circular  CCD  operating  at  125  kHz. 

(The  intercept  yields  P0,  the  unattenu- 
ated pulse  height.) 


Figure  19.  Fractional  charge  loss 
fron  a "one"  preceded  by  Nzer0  zeros  as 
a f motion  of  the  number  of  transfers 
aroind  a 32-bit  circular  CCD  operating 
at  125  kHz. 
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through  the  terminal,  V ,.  Note  that  in 

ret 

the  circular  CCD  there  are  two  parallel 
paths  between  source  and  drain.  In  this 
mode  of  operation  the  source  acts  as  par’-  of 
the  channel  with  W/L  = 0.034.  In  the  linear 
region  VT  = 0. 34  V and  = 1140  (cm2/V-s) 

and  in  the  saturation  region  VT,  = 0.25  V 
and  un  = 520  (cm2/V-s).  In  the  linear  re- 
gion the  mobility  is  in  agreement  with  the 
values  found  for  the  MOS  transistor.  In  the 
saturation  region  the  decrease  in  mobility 
is  consistent  with  the  reduction  in  mobility 
wi-h  increased  electric  field  in  the 
channel. 

The  32-bit  circular  CCD  was  operated  in  a 
charge  transfer  mode  in  order  to  measure  the 
fast  interface  state  density  per  unit  ener- 
gy > Npg»  by  the  double-pulse  method  [35]. 

Typically  potentials  on  the  three  phase 
electrodes  were  varied  between  0 V and  +15  V 
with  respect  to  a grounded  substrate  at  a 
frequency  of  125  kHz.  The  input  and  output 
gates  were  held  at  +15  V when  injecting  or 
extracting  charge  from  the  channel;  other- 
wise they  were  held  at  zero  bias.  In  addi- 
tion, the  input  diode  was  slightly  forward 
biased  with  respect  to  the  input  gate  when 

the  latter  was  at  + 15  V,  V = + 15  V.  and 

rer 

VpS  = + 17  V.  Using  the  double-pulse  meth- 
od, a pair  of  "ones"  followed  by  N zeros 

zero 

followed  by  a second  pair  of  "ones"  were 
circulated  around  the  CCD  accumulating  N 

trar 

transfers.  As  N a increased,  the  pulse 

height  P of  the  first  "one"  in  the  second 
pair  of  "ones"  is  attenuated  as  shown  in 
figure  17  where  the  unattenuated  pulse 
height,  P0,  is  found  from  the  intercept. 

The  fractional  charge  loss  per  transfer,  a, 
is  given  by 


“ - 0*0  - P)/(Po  * Ntran>’ 

This  quantity  is  related  to  the  fast  state 
density  per  unit  energy,  Nps,  by  [35] 

ln  N ero  = (Nsig/kTNFS)  “ + ln  F <7> 

where  k is  Boltzmann's  constant  (eV/k),  T is 

the  temperature  (K) , N is  the  unattenuat- 

sig 

ed  signal  charge  density  (cm-2),  and  F is 
the  fraction  of  time  available  from  each 
perioi  during  which  charge  can  be  transfer- 

A 

red.  This  fraction  can  be  determined 
graphically  as  shown  in  figure  18.  For  the 
three-phase  CCD  used  here  one  would  antici- 
pate F = 1/3.  The  value  determined  exper- 
imentally, F = 0.29,  is  not  unreasonable; 
the  exact  value  depends  on  the  details  of 
the  phase  voltage  rise  and  fall  times  and 
the  interelectrode  gap  fringing  fields.  The 
value  Nps  = 1.2  * lO1^  (cm2*eV)-1  follows 

from  the  slope  of  the  plot  in  figure  18; 
this  value  was  calculated  for  room  tempera- 
ture, kT  = 0.025  eV,  and  N . = 5 x 

11  2 g 
10  cm-^  as  derived  from  the  electrical 

characteristics  of  the  output  inverter 
stage. 

The  power  of  the  circular  CCD  configuration 
is  illustrated  in  figure  19  where  the  data 
from  figures  17  and  18  are  replotted.  The 
circular  CCD  allows  the  accumulation  of  a 
very  large  number  of  transfers  which  allows 
the  pulses  to  decay  to  detectable  levels. 

In  a linear  CUD,  the  number  of  transfers  is 
fixed  by  the  number  of  bits  and  cannot  be 
changed.  In  addition,  the  double-pulse 

method  establishes  a number  for  N which  is 

FS 

more  difficult  to  obtain  from  high-frequency 
MOS  C-V  characteristics. 

(I.  Lagnado+  and  M.  G.  Buehler) 


The  factor  F is  not  explicitly  included  in 
reference  [35]  but  is  implicit  in  the 
derivation . 


Naval  Electronics  Laboratory  Center,  San 
Diego,  California  92152. 
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7 . EPITAXIAL  LAVER  THICKNESS 


7.1.  Cleave-and-Stain  Measurements 

An  attempt  was  made  to  stain  the  regions  of 
the  five  specimens  which  had  been  angle- 
lapped  and  probed  by  a spreading  resistance 
probe  as  reported  previously  (NBS  Spec. 

Fubl.  400-8,  pp.  32-33).  By  observing  the 
stain,  a measurement  [36]  was  to  be  made  of 
epitaxial  thickness  on  each  of  the  five 
slices.  It  was  found,  however,  that  the 
bevel  angle,  rather  than  having  a well- 
defined  apex,  was  rounded  owing  to  preferen- 
tial polishing  at  the  apex  during  angle  lap- 
ping. This  would  have  caused  the  spreading 
resistance  measurement  and  the  lap-and-stain 
measurement,  had  it  been  made,  to  give  erro- 
neously large  values  of  epitaxial  thickness. 
An  alternative  approach  was  taken.  The  seg- 
ment from  each  slice  on  which  spreading  re- 
sistance and  step  relaxation  measurements 
had  been  made  was  cleaved  at  a 90  deg  angle, 
stained,  and  photographed  using  a scanning 
electron  microscope  (SEM) . The  epitaxial 
thickness  was  then  determined  from  the  SEM 
photograph'!.  The  results  of  these  measure- 
ments together  with  previously  reported 
thickness  determinations  on  these  wafer  seg- 
ments are  given  in  table  4.  Although  the 
cleave-and-stain  measurements  appear  to  be 
in  somewhat  better  agreement  with  the  step- 


>v 

Hi-Rel  Laboratories,  San  Marino,  Califor- 
nia 21108. 


Table  4 — Epitaxial  Layer 
Thickness  by  Three  Methods 


Layer  Thickness,  pm 

Wafer 

No. 

Step-  Spreading 

Relaxation  Resistance 
Method  Method 

Cleave-and- 
Stain  Method 

2302 

2.80 

3.3 

2.72 

2351 

1.49 

4.6 

2.55 

2352 

1.47 

a 

2.6 

2203 

5.03 

6.6 

6.3 

2204 

5.17 

5.4 

4.6 

The  constant  level  of  spreading  resistance 
characterizing  the  substrate  was  not 
reached  abruptly  in  this  wafer  making  the 
thickness  determination  obscure. 


relaxation  measurements  than  the  spreading 
resistance  measurements,  the  agreement  is 
still  only  fair. 

(J.  P.  Devaney*  and  P.  L.  Matt is) 

7.2.  Metal -Photoresist-Semi  conductor 
Capacitors 

In  order  to  apply  the  principles  of  the  MOS 
capacitance  methods  (NBS  Spec.  Publ.  400-4, 
pp.  51-53)  for  epitaxial  thickness  measure- 
ment in  a manner  that  is  non-destructive  and 
involves  no  high  temperature  processes  and 
resultant  impurity  redistribution  such  as 
occurs  during  thermal  oxidation,  an  efrort 
was  directed  toward  the  use  of  photoresist 
as  the  dielectric  in  place  of  the  oxide  and, 
further,  toward  use  of  a photolithographed 
metal  pattern  which  would  provide  a known 
and  uniform  device  area.  The  specimen  prep- 
aration which  has  been  developed  involves 
(1)  spin-on  application  of  negative  photo- 
resist to  a clean  epitaxial  wafer,  (2)  bake 
to  form  a dielectric  layer  0.3  to  0.7  pm 
thick,  (3)  evaporation  of  aluminum  over  the 
dielectric  layer,  (4)  spin-on  application  of 
positive  photoresist,  (5)  bake  of  the  posi- 
tive photoresist  and  its  subsequent  exposure 
through  the  metal  mask  of  test  pattern  NBS-3 
(see  sec.  6.1.),  (6)  development  of  the 
positive  photoresist,  and  (7)  etching  away 
the  aluminum  which  is  not  a part  of  the  de- 
sired metal  pattern.  The  result  is  an  array 
of  metal  dots  which  form  metal-photoresist- 
semiconductor  [M(PR)S]  capacitors  analogous 
to  the  MOS  capacitors  which  employ  oxide  as 
the  dielectric.  Epitaxial  specimen  2213  was 
prepared  by  the  above  process  and  the  tran- 
sient -.apacitance  characteristics  of  five 
M(PR) S capacitors  along  a slice  diameter 
were  recorded.  The  resulting  values  of 
layer  thickness  ranged  from  5.24  to  6.04  pm. 
These  values  are  consistent  with  the  layer 
thicknesses  of  other  epitaxial  wafers  from 
the  same  lot  (see  wafers  2203  and  2204  in 
table  4) . 

Improvements  are  still  needed  in  the  pro- 
cessing by  which  M(PR)S  specimens  are  pre- 
pared in  order  to  obtain  thinner  and  more 
reproducible  dielectric  layers,  but  the  fea- 
sibility of  using  such  structures  for  thick- 
ness  measurement  has  been  demonstrated. 

(J.  Krawczyk  and  R.  L.  Mattis) 
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8 , WAFER  INSPECTION  AND  TEST 


8.1.  Flying-Spot  Scanner  Development 

Several  additions  were  made  to  the  optical 
flying-spot  scanner  in  order  to  extend  its 
usefulness.  A superheterodyne  receiver  was 
added  to  allow  one  to  obtain  the  scanned  re- 
sponse of  structures  to  0.633  urn  light  modu- 
lated at  385  and  770  MHz,  mode-beat  frequen- 
cies internally  generated  within  the  partic- 
ular laser  used.  The  scanner  has  been  oper- 
ated also  with  1.15  urn  light;  operation  can 
be  shifted  from  0.633  pm  to  1.15  urn  and  back 
by  changing  the  laser  mirrors.  The  control 
chassis,  incorporating  wide-band  dc  coupled 
circuits  for  signal  processing  and  blanking 
and  deflection  circuits,  was  completed. 

The  scanner  was  used  to  view  several  devices 
which  had  been  scanned  in  the  electron  beam 
induced  current  (EBIC)  mode  with  a scanning 
electron  microscope  (SEM).  These  devices, 
obtained  from  an  industry  source,  were  ar- 
rays of  nine  silicon  p-n  junction  diodes, 
each  0.76  mm  (30  mils)  on  a side.  The  junc- 
tion depths  were  0.5  pm  and  all  diodes  in  an 
a~ray  shared  a common  1 to  3 fi-cm  n- type 
substrate  about  0.25  mm  thick  bonded  to  a 
gold-plated  header.  For  the  tests,  only  one 
of  the  nine  diodes  was  electrically  connect- 
ed to  the  header  leads.  For  the  array  which 
will  be  discussed  the  central  diode  was  the 
one  connected. 


The  SEM  EBIC  scan  for  the  device  without  ap- 
plied bias  and  the  corresponding  zero-bias 
video  (unmodulated)  0.633  pm  response  are 
shown  in  figure  20.  The  SEM  was  operated 
with  an  electron  beam  current  of  2 nA  and  an 
accelerating  voltage  of  30  kV . It  appears 
that  most,  if  not  all,  of  the  features  seen 
with  the  SEM  can  also  be  seen  with  the  opti- 
cal scanner.  Presumably,  the  lines  are 
striations  in  the  silicon  and  the  dark  spots 
are  swirls  [37]. 

With  the  diode  bias  increased  to  yield  a 
dark  current  of  1 or  2 pA,  discrete  spots  of 
enhanced  photoresponse  to  the  unmodulated 
0.633  pm  light  could  be  seen  at  the  junction 
periphery.  The  spots,  which  increased  in 
brightness  as  the  diode  bias  was  further 
raised,  are  regions  where  the  junction  field 
at  the  surface  is  large  enougn  to  cause 
electrical  breakdown  with  concomitant  multi- 
plication of  the  photoinduced  charge  carri- 
ers. However,  observation  of  the  385-  and 
770-MHz  0.633  pm  photoresponse  with  the 
junction  voltage  raised  to  produce  currents 
more  tha  twenty  times  larger  showed  no  such 
discrete  photoresponse,  or  enhancement,  at 
the  periphery.  Since  ionic  processes  vould 
not  be  expect  ?d  to  follow  385  MHz  modula- 
tion, it  is  xikely  that  the  surface  break- 
down was  ionic,  rather  than  electronic,  in 
nature. 


Figure  20.  Electron  beam  induced  current  response  (a)  and  unmodulated  0.633-pm  laser  beam 
induced  current  response  (b;  of  a 0.76-mm  square,  unbiased,  silicon  p-n  junction  diode. 
(Scanning  electron  micrograph,  EBIC  mode,  by  K.  0.  Leedy.) 
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When  the  detected  modulating  frequency  was 
changed  from  385  to  770  MHz,  the  optical 
photoresponse  shrank  and  fell  off  more  rap- 
idly with  distance  from  the  connected  bond- 
ing pad.  This  is  because  p-n  junctions  with 
contact  areas  less  than  junction  areas  lose 
their  lumped  R-C  nature  and  increasingly  be- 
come distributed  networks  as  the  signal  fre- 
quency is  raised.  Applied  to  the  present 
case,  this  has  the  consequence  that  the  sig- 
nal from  charge  carriers  photogenerated  and 
collected  by  the  junction  beyond  the  contact 
area  is  increasingly  attenuates  with  dis- 
tance from  the  contact.  With  the  total 
junction  capacitance  known  from  independent 
low-frequency  measurements,  it  should  be 
possible  to  determine  the  sheet  resistance, 
and  perhaps  local  variations  in  the  sheet 
resistance,  of  the  p-diffused  skin  by  inter- 
preting the  spatial  and  frequency  dependence 
of  the  scanning  photoresponse. 

The  response  of  the  device  to  1.15  pm  light 
is  quite  different  from  the  0.633  pm  re- 
sponse. Almost  all  of  the  response  features 
were  different,  except  of  course  for  the 
shadows  of  the  pads  and  lead  wire.  Although 
only  the  central  diode  of  the  array  was 
electrically  connected,  the  lead  wire  could 
be  followed  across  the  entire  die  by  observ- 
ing its  shadow;  even  portions  of  the  die  not 
connected  electrically  yielded  an  apparent 
photcresponse.  The  shadows  of  the  bonding 
pads  on  the  other  eight  array  diodes  were 
also  seen,  and  the  die  portions  not  covered 
by  pads  showed  structure.  It  is  likely  that 
these  phenomena  are  due  to  internal  reflec- 
tion within  the  silicon  die  and  that  the 
structure  observed  is  due  to  irregularities 
in  the  die  bond.  Preliminary  observations 
on  a device  with  a known  die  bond  void  tend 
to  confirm  this  hypothesis. 

(D.  E.  Sawyer  and  D.  W.  Berning) 

8.2.  Automated  Scanning  Low  Energy  Electron 
Probe 

The  scanning  low  energy  electron  probe 
(SLEEP)  [38]  is  an  electron  beam  probing 
technique  in  which  an  electron  beam  is  first 
accelerated  (to  provide  beam  definition)  and 
then  decelerated  by  a grid  placed  in  front 
of  the  specimen  to  be  probed.  The  SLEEP 
technique  is  inherently  simple,  involving  a 
low  energy  (800  to  900  V)  gun  structure  and 
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a standard  vidicon  electromagnetic  beam  fo- 
cusing and  deflection  system.  The  specimen 
under  investigation  is  scanned  by  the  elec- 
tron beam  in  the  retarding  field  region. 

Only  those  electrons  are  collected  whose 
energies  are  sufficient  to  overcome  the  lo- 
cal potential  barrier  at  the  specimen  sur- 
face. This  collected  current  is  measured 
in  the  specimen-cathode  circuit.  Similarly, 
electrons  with  insufficient  energy  to  over- 
come the  local  surface  potential  are  re- 
flected from  the  specimen  and  may  be  col- 
lected to  form  the  mirror-mode  operation. 
Thus,  either  the  directly  collected  current 
or  reflected  current  provides  a surface  po- 
tential map  of  the  specimen.  In  the  cur- 
rent program,  which  is  intended  to  develop 
an  automated  SLEEP  as  a versatile  diagnostic 
tool  for  determination  of  semiconductor  re- 
sistivity, defect  density,  and  oxidp  uni- 
formity as  well  as  a means  to  test  complex 
integrated  circuits,  only  the  collected- 
current  mode  is  being  investigated.  A 
single  crystal  target,  adjacent  to  the  spec- 
imen under  test,  is  used  to  provide  absolute 
voltage  measurements. 

SLEEP  can  be  used  on-line  for  separate  or 
combined  measurements  of  wafer  resistivity, 
wafer  surface  defect  density,  uniformity  of 
the  ratio  of  dielectric  constant  to  thick- 
ness for  oxide  films,  and  for  programmable 
"contactless"  production  oriented,  function- 
al testing  and  exercising  of  complicated 
LSI.  Since  the  specimen  is  at,  or  near, 
ground  potential,  SLEEP  provides  significant 
advantages  over  a standard  mirror  micro- 
scope. In  the  latter  use,  the  specimen  must 
be  at,  or  near,  the  cathode  potential  up  to 
20  kV  below  ground.  Similarly,  the  ioniza- 
tion damage  due  to  soft  x-rays  in  high  volt- 
age systems  is  not  a major  problem  with 
SLEEP . The  SLEEP  technique  can  also  be  used 
in  an  off-line  mode  in  which  it  may  be  in- 
terfaced with  other  complementary  diagnostic 
techniques. 

Initial  efforts  have  concentrated  on  the  de- 
sign of  the  electron  gun  and  acquisition  of 
the  computer  control  system.  The  design  of 
the  gun  is  similar  to  that  of  a commercial 
vidicon  tube.  The  electrons  from  the  cath- 
ode are  accelerated  by  the  grids  and  direct- 
ed onto  a cap  at  one  end  of  the  drift  tube 
where  the  beam  size  is  defined  by  an  aper- 
ture 8 pm  in  diameter.  The  specimen  being 
probed  is  mounted  2 mm  from  the  other  end 
of  the  drift  tube  and  the  aperture  is  imaged 
on  the  surface  of  the  specimen  by  magnetic 
focus  and  deflection  as  in  a standard 
vidicon.  (W.  C.  Jenkins*  and  G.  P.  Nelson*) 
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9.1.  In-Process  Bond  Monitor 

Further  experimental  verification  was  under- 
taken of  the  uniform  beam  model  for  the 
ultrasonic  bonding  tool  (NBS  Spec.  Publ. 
400-8,  pp.  37-39)  In  order  to  determine  more 
accurately  the  value  of  the  physical  con- 
stant q at  60  kHz  for  both  tungsten  carbide 
and  tantalum  carbide.  Bonding  tools  of  each 
material  were  mounted  in  inverted  positions 
in  a transducer  horn.  The  length  of  the  in- 
verted .tools  was  set  at  three  different  val- 
ues below  the  transducer  horn  and  the  vibra- 
tional amplitude  along  the  tool  was  measured 
by  means  of  a capacitor  microphone.  The  am- 
plitude data  were  then  normalized  in  terms 
of  the  amplitude  of  vibration  at  the  trans- 
ducer horn.  Further,  the  distance  along  the 
tool  was  written  in  term;  of  the  fractional 
length  along  the  tool.  These  normalized 
data  were  then  compared  with  the  previously 
determined  theoretical  result. 

Since  the  capacitor  microphom  picks  up 
round  waves  emitted  over  a finite  distance 
axong  the  length  of  the  inverted  tool  and 
since  the  microphone  cannot  probe  the  tool 
in  the  neighborhood  of  the  transducer  horn, 
there  are  small  errors  in:  1)  the  exact 

length,  £,  of  the  inverted  tool  below  the 
horn,  2)  the  vibrational  amplitude  at  the 
tip  of  the  tool,  and  3)  the  vibrational  am- 
plitude, a,  of  the  inverted  tool  at  the 
transducer  horn.  The  small  errors  in  the 
determination  of  a and  i give  rise  to  small 
errors  in  both  the  normalized  vibration  am- 


plitude, Y(N),  and  the  fractional  length 
along  the  tool,  N. 

Another  difficulty  which  was  encountered 
during  the  course  of  these  experiments  arose 
from  the  presence  of  torsional  modes  of  vi- 
bration. For  a uniformly  clamped  beam,  the 
effects  of  torsional  motion  would  be  negli- 
gible. However,  for  a beam  held  in  the 
transducer  horn  by  means  of  a screw  clamp, 
these  modes  may  be  of  more  significance. 
Although  torsional  modes  have  been  observed 
to  be  negligible  when  the  tools  are  mounted 
with  the  design  extension  in  the  normal  con- 
figuration, torsional  modes  of  significant 
amplitude  were  found  in  most  of  the  inverted 
configurations  studied.  The  presence  of 
these  modes,  which  could  be  observed  by 
sweeping  the  capacitor  microphone  across  the 
vibrating  tool,  severely  hampered  the  inter- 
pretation of  the  data  according  to  the  pre- 
vious theoretical  analysis  which  obtains  for 
only  transverse  modes.  Only  those  data 
taken  on  the  one  length  for  each  tool  mate- 
rial composition  which  showed  little  pres- 
ence of  torsional  modes  were  compared  with 
the  theory.  Furthermore,  in  light  of  these 
difficulties,  the  comparisons  of  the  experi- 
mental and  theoretical  results  were  based  on 
the  location  of  the  tool  nodes. 

The  results  of  these  comparisons  are  pre- 
sented in  figure  21.  For  each  tool,  the 
value  of  q£  which  resulted  in  the  best 
agreement  was  determined  and  combined  with 
i to  calculate  q,  listed  in  table  5.  These 
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a.  Tungsten  carbide  tool  with 
0.488  in.  (12.40  mm)  extension.  Solid 
curve:  measured;  dashed  curve:  calcu- 

lated for  a uniform  beam  for  which 
qf.  = 5.4. 
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b.  Titanium  carbide  tool  with 
0.579  in.  (14.71  mm)  extension.  Solid 
curve:  measured,  dashed  curve:  calcu- 

lated for  a uniform  beam  for  which 
q£  “ 5.8. 


Figure  21.  Measured  and  calculated  normalized  vibration  amplitudes  of  ultrasonic 
tools  mounted  in  inverted  positions. 
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Table  5 

— Bonding  Tool  Material 

Properties 

Material 

Length  (mm) 

qt 

q (mm-1) 

Tungsten  carbide 

12.40 

5.4 

0.44 

Titanium  carbide 

14.71 

5.8 

0.39 

values  of  q are  somewhat  larger  than  previ- 
ously reported  for  the  conventionally  mount- 
ed tools  but  maintain  the  same  trends  (NBS 
Spec.  Publ.  400-8,  table  7).  Because  the 
tool  as  mounted  in  the  inverted  position  has 
a uniform  cross  section,  the  present  values 
of  q are  expected  to  be  more  accurate  than 
those  previously  reported.  (J.  H.  Albers) 


9.2.  Beam-Lead  Bonding  Force  Measurement 


The  bonding  force  is  a critical  parameter 
in  oeam-lead  bonding.  Changes  in  bonding 
force  can  markedly  affect  the  strength  and 
integrity  of  the  beam  lead  bonds?.  In  order 
to  determine  the  bonding  force  with  most 
conventionally  designed  beam-'ead  bonding 
machines  such  as  the  one  pictured  in  figure 
22,  a calibration  curve  must  be  prepared. 

In  this  procedure,  the  measured  force  at  the 
bonding  head  is  plotted  against  the  reading 
of  a dial  setting  (A).  It  should  be  noted 
that  the  dial  setting  is  not  a direct  read- 
ing of  the  bonding  force  as  the  mechanism 
used  is  not  that  of  a force  gauge. 


In  attempting  to  calibrate  the  force  mecha- 
nism while  setting  up  a beam— lead  bonder, 
several  problems  were  encountered  with  the 
bonding  force  assembly  as  supplied  by  the 
manufacturer.  First,  a non-linear  relation 
was  found  between  the  measured  bonding  force 
and  the  dial  setting.  Second,  the  bonding 
force  could  not  be  adjusted  in  the  range  be- 
low about  500  gf  (4.9  N)  because  of  mechani- 
cal inertia  of  the  spring  (B)  in  the  force 
adjusting  assembly.  Within  this  range  only 
a single  force  of  about  130 -gf  (1.3  N) , 
which  corresponds  to  the  sum  of  the  weight 
of  the  bonding  tripod  assembly  and  the  ten- 
sion of  the  tripod  spring,  could  be  applied. 
Third,  for  the  range  where  the  force  could 
be  calibrated  it  was  found  that  differences 
in  substrate  heights  change  the  force  cali- 
bration  so  that  an  individual  calibration 
must  be  performed  for  each  substrate  height. 
Fourth,  any  change  in  the  tension  of  the 


spring  in  the  force  adjusting  assembly  is 
not  reflected  in  the  dial  setting  and, 
hence,  any  such  changes  and  the  subsequent 
bond  force  changes  would  go  unnoticed.  Such 
problems  appear  to  be  common  to  most  wobble- 
tool  beam- lead  bonding  machines. 


In  light  of  the  above,  a modified  force  as 
sembly  was  developed  to  give  c linear  bond- 
ing force  read  out  and  hence  eliminate  these 
problems.  This  assembly  is  shown  in  figure 
23.  When  the  bonding  tool  (K)  is  lowered  to 
contact  with  the  beam-lead  device  (L),  the 
uppermost  rod  (F)  of  the  tripod  assembly  (H) 
presses  against  the  lever  arm  (D) . As  the 
distance  between  this  point  of  contact  and 
the  pivot  point  (E)  is  the  same  as  that  of 
the  between  the  pivot  point  and  the  compen- 
sating spring  (C) , the  force  due  to  the  ten- 
sion of  the  compensating  spring  (which  is 


A Bonding  force  indicator  dial 
B Bonding  force  spring 


Figure  22.  Beam-lead  force  indicator 
as  supplied  with  the  beam— lead  bonder. 
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directly  read  from  the  force  gage)  is  added 
to  the  weight  of  the  tripod  assembly  (H)  and 
the  tension  of  the  tripod  spring  (J)  to  give 
the  total  bonding  force.  These  latter  con- 
tributions to  the  force  may  be  measured  by 
disconnecting  the  compensating  spring  (C) 
frr.n  the  lever  arm  (D)  and  then  lifting  the 
tripod  assembly  (H)  from  below  at  the  tip  of 
the  bonding  tool  (K)  with  a force  gauge  un- 
til the  rod  (F)  makes  contact  with  the  lever 
arm  (D) . The  force  gauge  reading  at  this 
point  is  the  weight  of  the  tripod  assembly 
plus  the  tension  of  the  tripod  spring.  The 
compensating  spring  is  then  reinstalled  on 
the  lever  arm. 

The  contribution  to  the  force  arising  from 
the  compensating  spring  may  be  varied  by 
loosening  the  force  gage  holder  (A)  from  the 
rod  assembly  and  then  raising  the  force  gage 
mounting  to  increase  the  force  or  lowering 
the  force  gage  mounting  to  decrease  the 
force.  The  range  of  the  gage  may  be  extend- 
ed by  a factor  of  2 or  4 by  mounting  the 
compensating  spring  at  position  2 or  4 lo- 
cated a distance  of  1/2  or  1/4  the  length 
of  the  lever  arm  of  the  force  gage  (B) . To 
obtain  an  accurate  reading  on  the  force 
gage,  its  lever  arm  (B)  must  be  adjusted  so 
that  it  is  perpendicular  to  the  rod  (F) . 

This  is  accomplished  by  pivoting  the  force 
gage  holder  (A) . 

It  should  be  noted  that  this  remedy  of  the 
beam-lead  bonding  force  measurement  problem 
can  be  used  for  all  wolble-tool  beam-lead 
bonders,  but  that  the  implementation  of  this 
technique  for  a particular  beam-lead  bonding 
machine  depends  upon  the  details  of  the  de- 
sign of  tie  machine. 

(H.  K.  Kessler  and  J.  H.  Albers) 


b.  Schematic  diagram. 

A Force  gauge  holder 
B Lever  arm  of  force  gauge 
C Force  compensating  spring 
D Lever  arm 
E Pivot 
F Rod 

G Tripod  spring 
H Tripod 
J Heater 
Y Bonding  tool 
L Beam-lead  device 
M Substrate  holder 
N Bonder  base 
P Bonding  position 
Q Reset  position 

Figure  23.  Modified  beam-lead  force  gauge 
assembly . 


9.3.  Non-Destructive  Test  for  Beam-Lead 
Bonds 

When  bonds  between  metals,  ceramics,  plas- 
tics, etc.  are  broken,  a white  acoustic 
noise  spectrum  is  emitted  which  contains 
frequency  components  extending  into  the 
megahertz  range.  In  recent  studies,  such 
acoustic  emissions  have  been  observed  from 
the  break  up  of  sea  ice  [39],  broken  epoxy 
bonds  [40],  and  damaged  ceramic  hybrid  sub- 
strates [411.  A study  was  initiated  to  uti- 
lize this  phenomenon  as  a non-destructive 
test  to  reveal  one  or  several  poorly  welded 
beams  in  a bonded  multibeam  device. 

The  object  of  the  experiment  was  to  stress 
the  device  mechanically  in  such  a way  that 
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a force  of  10  mN  (1  gf)  or  more  was  applied 
to  each  of  the  beams  in  the  peel  direction 
by  pushing  the  die  downward  with  sufficient 
force.  The  block  diagram  of  the  system  used 
for  this  purpose  is  shown  in  figure  24. 

•k 

Two  test  series  have  been  carried  out  thus 
far.  The  first  was  a feasibility  test  in 
which  10  to  20  beam-leaded  devices  were 
stressed  by  pushing,  probing,  and  pulling. 
Individual  beams  were  peeled  back  and  acous- 
tic emission  noise  counts  were  taken.  It 
was  determined  that  the  acoustic  emission 
apparatus  had  sufficient  sensitivity  to  de- 
tect the  breaking  or  peeling  of  a single 
bonded  beam  and  that  the  probing  system  did 
not  itself  produce  any  measurable  acoustic 
emission. 
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The  second  test  series  was  conducted  on  72, 
14-beam  devices  which,  except  for  10  well- 
bonded  control  devices,  had  or.e  or  two  of 
their  beams  bonded  to  areas  rendered  inten- 
tionally defective.  These  defective  or 
contaminated  areas  included  thinned  sub- 
strate metallization,  oxidized  surface 
layers  of  chromium,  graphite  on  the  surface, 
or  a fluorocarbon  grease-stop  on  the  gold 
bonding  pads. 


Figure  24.  Block  diagram  of  acoustic 
emission  test  system. 


The  output  of  the  sensing  equipment  was  read 
as  noise  counts.  The  background  was  typi- 
cally only  three  to  five  counts.  The  well- 
bonded  control  devices  either  gave  no  signal 
above  background  or  a burst  of  10  to  20 
counts  at  the  point  of  complete  beam  col- 
lapse. For  these  particular  devices  this 
typically  occurred  when  a force  of  about  450 
to  550  mN  (45  to  55  gf)  was  applied  to  the 
device.  The  majority  of  those  devices  with 
one  or  more  beams  bonded  onto  defective  sub- 
strates produced  a series  of  two  to  five 
acoustic  bursts  in  the  20  to  40  count  range 
with  some  bursts  as  high  as  100  counts.  For 
the  most  weakly  bonded  beams,  such  noise 
counts  appeared  at  an  applied  force  of  about 
100  mN  (10  gf),  the  minimum  force  available 
from  the  test  apparatus.  Surprisingly  the 
devices  bonded  over  the  fluorocarbon  grease- 
stop  gave  little  or  no  noise  counts  with  ap- 
plied force.  Later  examination  revealed 


that  these  beams  were  well  bonded  despite 
the  contamination.  One  other  device  that 
was  thought  to  be  well  bonded  nevertheless 
gave  several  high  noise  counts  (about  27  to 
30  counts)  with  an  applied  force  in  the 
range  100  to  200  mN  (10  to  20  gf ) . In  this 
case  post-mortem  examination  revealed  that 
the  beam  anchors  on  the  device  were  poorly 
adherent. 

The  above  studies  are  considered  very  pre- 
liminary. A subsequent  test  produced  more 
ambiguous  results.  Therefore,  much  more 
verification  and  technique  development  are 
needed  before  this  can  be  used  as  a practi- 
cal test  method.  If  successful,  the  measure- 
ment method  should  also  prove  useful  as  a 
non-destructive  test  for  flip-chip  and  other 
gang  bonding  techniques.  (G.  G.  Harman) 


The  experiments  were  performed  with  the 
help  of  Dr.  M.  Linzer,  of  the  Inorganic 
Materials  Division  at  MBS,  where  acoustic 
emission  studies  have  been  carried  out  on 
both  brittle  and  ductile  materials  for 
many  years . 
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10 . HERMETICITY 


10.1.  Helium  Mass  Spectrometer  Method  for  and  approximately  identical  threshold  values 
Leak  Detection  of  -v  lo-6  atm*cm3/3  (10-7  Pa*m3/s)  were  mea- 

sured. Measurements,  however,  were  then 

Anomalous  results  were  obtained  from  the  continued  on  the  leaks  over  a four-day  peri- 

second  stage  of  the  interlaboratory  evalua-  od.  Leak  rates  declined,  but  the  smallest 

tion  of  the  helium  mass  spectrometer  method  indicated  leak  rate  at  the  end  of  this  peri- 

142]  for  testing  fine  capillary  leaks  in  od  was  still  of  the  order  of  10-B  atm*cm3/s 

large  volume  (■v  1.5  cm3)  containers  being  (10“9  Pa*m3/s).  Measurements  were  then  made 

conducted  in  cooperation  with  ASTM  Committee  on  10  capsules  which  had  been  pressurized 

F-l  on  Electronics  (NBS  Spec.  Publ.  400-4,  and  measured  one  month  previously.  Leak 

p.  67).  This  stage  of  the  experiment  was  rates  were  about  5 x 10-1°  atm*cm3/s  (5  x 

intended  primarily  to  check  the  Howl  and  10-11  Pa*m3/s). 

Mann  theory  [43]  for  relating  measured  to 

actual  leak  rate.  Following  stage  one,  Such  values  a3  found  are  obviously  outside 

which  consisted  of  the  direct  measurement  of  the  prediction  from  the  Howl  and  Mann  theory 

the  50  borosilicate  glass  capillary  leaks  in  and  must  be  due  to  surface  effects.  To  iso- 
open tubulated  capsules,  the  tubulations  late  the  surface  effects,  ten  sealed-off 

were  sealed  off  at  NBS  and  tested  by  the  capsules  were  constructed  with  approximately 

participants  by  the  back  pressurization  the  same  dimensions  as  the  test  leak  cap- 

technique  [42].  Pressurization  of  the  cap-  sules.  These  were  then  pressurized  and  mea- 
sules  was  at  75  psia  (5.2  x 10  Pa)  for  20  h sured  in  the  same  way  as  the  test  leaks, 

in  helium.  Measured  leak  rates  on  the  re-  The  measured  leak  rates  were  of  the  same 

sultant  "packages"  were  found  to  be  orders  order  of  magnitude  as  those  of  the  test 

of  magnitude  greater  than  anticipated  and  of  leaks  and  also  were  tightly  grouped  in  val-- 

approximately  identical  value  independent  of  ue.  The  resultant  data  as  measured  over  a 

true  leak  rate  as  measured  in  stage  one.  period  of  time  are  shown  graphically  in  fig- 

ure 25.  The  measured  leak  rates  were  plot- 

All  50  leaks  were  returned  to  NBS  for  diag-  ted  on  a logarithmic  scale  against  time  on 

nosis  of  the  problem.  For  the  diagnosis,  20  both  a linear  scale  and  a logarithmic  scale 

of  the  capsules  were  pressurized  and  mea-  in  order  to  discriminate  between  the  gas 

sured  as  prescribed.  Again,  uniformly  high  emission  mechanisms.  Surface  desorption 


a.  Log-linear  presentation.  b.  pre8entatlon. 

Figure  25.  Indicated  leak  rate  for  sealed-off  borosilicate  glass  capsules  of  same  outer 
dimensions  as  test  leak  capsules  as  a function  of  time  after  pressurization  at  75  nsia 
(5.2  x 105  Pa)  for  20  h in  helium. 
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with  a constant  residence  time  is  a first 
order  rate  process  which  would  evidence  a 
linear  relationship  of  log  leak  rate  as  a 
function  of  time  [44].  Since  the  plot  in 
figure  25a  is  not  linear,  one  can  conclude 
that  surface  desorption  is  not  the  primary 
emission  mechanism.  Outgassing  of  helium 
from  the  glass  walls  by  diffusion  would  show 
a reciprocal  square  root  of  time  dependence 
of  the  measured  leak  rate  for  short  times 
after  pressurization  and  a t-1'2e-lct  depen- 
dence at  longer  times  [44,45].  Thus,  a 
linear  relationship  of  log  leak  rate  as  a 
function  of  log  time  would  be  evidenced  for 
a short  time  after  pressurization  followed 
by  a drop  off  due  to  the  exponential  factor. 
The  plot  in  figure  25b  follows  this  behavior 
so  one  can  conclude  that  helium  outgassing 
is  responsible  for  the  anomalously  high  ap- 
parent leak  rates.  The  helium  diffuses  into 
the  glass  walls  during  the  pressurization 
cycle.  Were  the  helium  at  uniform  concen- 
tration within  the  glass  after  removal  from 
the  pressure  vessel,  the  initial  slope  of 
the  outgassing  curve  of  figure  25b  would  be 
-0.5.  Here  it  is  about  -0.7.  Presumably, 
this  deviation  from  -0.5  is  due  to  the  large 
concentration  gradient  still  evidenced  at 
the  surface  after  20  h of  pressurization. 

Calculations  show  that  the  contribution  due 
to  helium  pressure  buildup  within  the  actual 
leaks  due  to  permeation  through  the  glass 
walls  would  not  be  significant  relative  to 
the  outgassing  of  helium  from  the  walls 
themselves. 

As  a further  test,  four  of  the  leaks  and 
four  sealed  capsules  were  repressurized  and 


measured  over  a period  of  several  hours. 
Again,  both  the  test  leaks  and  the  sealed 
capsules  evidenced  high  values  with  small 
dispersion,  with  values  from  capsules  and 
leaks  being  comparable.  Removal  of  the 
metal  shields  from  the  leaks  caused  no  sig- 
nificant change.  One  capsule  was  measured 
after  being  broken  open;  no  significant  dif- 
ference occurred  from  the  unbroken  capsules. 
Finally,  emission  from  the  interior  only  of 
the  test  leaks  was  attempted  by  holding  the 
tip  of  the  leak  into  the  0-ring  of  the 
quick-connect  of  the  leak  detector.  The  ef- 
fect of  outgassing  was  then  limited  to  the 
wall  area  around  the  capillary  leak;  only 
one-sixteenth  to  one-tenth  of  the  total  wall 
area  was  exposed  to  the  detector.  From  the 
data  of  figure  25b  it  is  possible  to  esti- 
mate the  apparent  leak  rate  due  to  outgas- 
sing from  the  walls  at  the  time  of  measure- 
ment to  be  between  4 and  7 x 10-6  atm-cm3/s 
(4  and  7 * 10-9  Pa’m3/s).  From  the  theory 
of  Howl  and  Mann  [43]  and  the  directly  mea- 
sured leak  rate  it  is  possible  to  calculate 
the  leak  rate  which  should  be  measured  in 
the  absence  of  outgassing.  Two  of  the  three 
leaks  tested  had  measured  leak  rates  within 
a factor  of  2 of  the  calculated  sum  of  the 
contributions  from  the  leak  itself  and  from 
the  exposed  walls.  The  measured  leak  rate 
of  the  third  was  5 to  10  times  the  calculat- 
ed sum. 

In  order  to  benefit  further  from  the  inter- 
laboratory evaluation,  a new  fixture  was  de- 
vised to  allow  exposure  only  of  the  tip  area 
of  the  leak  to  the  helium  leak  detector  for 
use  in  repeating  the  second  stage. 

(S.  Ruthberg) 


t 
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11.1  Thermal  Resistance  Methods  — 
Darlington  Pairs 

Considerable  progress  has  been  made  in  the 
investigation  of  methods  for  the  measurement 
of  thermal  resistance  of  monolithic  and  hy- 
brid Darlington  transistors.  The  available 
configurations  can  be  grouped  into  four  dis- 
tinct types,  of  which  only  one  type  has  the 
common  point  of  the  input  emitter  and  output 
base  accessible  for  measurement  (NBS  Spec. 
Publ.  400-8,  pp.  46-47).  Diagrams  of  the 
four  circuit  types  are  repeated  in  figure 
26.  All  four  types  are  measurable  as  a unit 
using  the  standard  emitter-only  switching 


Ba 


a.  Four-terminal  stripped  Darlington. 


b.  Three-terminal  stripped  Darlington. 


c.  Three-terminal  Darlington  with 
integrated  resistors  and  input  diode. 
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d.  Three-terminal  Darlington  with 
integrated  resistors  and  output  diode. 


Figure  26.  Commercially  available 
Darlington  circuits. 


circuit  [46],  but  only  the  type  with  the 
common  point  brought  out  is  amenable  to  di- 
rect measurement  of  the  input  and  the  output 
transistor  with  the  standard  circuit.  The 
other  types  are  also  amenable  to  separate, 
but  indirect,  measurement  of  both  input  and 
output  transistors,  but  require  modification 
in  the  basic  test  circuit  to  accommodate  all 
the  available  configurations. 

The  modified  test  circuit  is  shown  in  figure 
27.  Although  a type  d Darlington  is  shown 
in  the  figure,  the  test  circuit  will  accom- 
modate any  of  the  four  types.  As  shown 
(with  switches  S2  and  S4  closed,  switch  Sj 
open,  and  switch  S3  set  at  E)  the  test  cir- 
cuit is  electrically  identical  to  the  stand- 
ard emitter-only  circuit.  With  this  cir- 
cuit, the  temperature  sensitive  parameter 
(TSP)  is  the  series  combination  of  emitter- 
base  voltages  of  both  the  input  and  output 
transistors,  VEB1  + VEB2 , provided  that,  for 

the  case  of  type  c and  d devices,  the  mea- 
suring current  is  large  enough  to  assure 
that  both  transistors  are  turned  on  during 
the  measurement.  If  a very  small  measuring 
current  is  used,  such  that  the  output  tran- 
sistor remains  off  during  the  measurement, 
the  TSP  is  the  emitter-base  voltage  of  the 
input  transistor,  VEB1 , only.  To  accomplish 

this,  the  ratio  of  the  bias  resistors, 

Rj/R2,  must  be  large  enough  so  that  the  cur- 
rent required  to  cause  a sufficient  poten- 
tial across  Rj  to  turn  transistor  Qi  on  will 
not  cause  a sufficient  drop  across  R2  to 
turn  transistor  Qz  on.  This  condition  must 


only  switching  circuit  for  measuring 
thermal  resistance  modified  to  allow 
use  of  a variety  of  junction  voltages 
as  temperature  sensitive  parameters. 
(Components  shown  with  dashed  connec- 
tions are  added  to  the  basic  circuit.) 
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Table  6 — Thermal  Resistance  of  a Type  d Darlington  Device 


TSP 

Method 

1 

Switch' 

2 

a 

3 

4 

ReJC’ 
deg  C/W 

VEB(1+2) 

High  current,  emitter-only 

Open 

Closed 

E 

Closed 

0.9 

VEB1 

Low  current,  emitter-only 

Open 

Closed 

E 

Closed 

0.5 

VCB1 

Grounded -base,  emitter-and-collector 

Open 

Closed 

C 

Open 

0.5 

VCB2 

Grounded -emitter,  emitter-and-collector 

Closed 

Open 

C 

Open 

1.1 

Calculated  RgJC2  [eq  (8)] 

1 .3 

Infrared  microradiometry  (hottest  spot) 

1 .6 

See  circuit  diagram,  figure  27. 


be  satisfied  following  heating  of  transistor 
Q2  when  can  drop  to  a few  hundred  mil- 

livolts. The  measured  voltage  also  includes 
the  constant  drop  across  R2.  Because  there 
are  no  bias  resistors,  this  low  current  mea- 
surement cannot  be  made  on  device  types  a 
and  b.  For  the  former,  of  course,  the  indi- 
vidual emitter-base  voltages  can  be  measured 
independently. 

The  collector-base  voltage  of  the  input 
transistor,  VCB1,  can  be  used  as  the  TSP 

with  switches  S;  and  S4  open,  switch  S2 
closed,  and  switch  S3  set  at  C.  In  this 
configuration,  the  measuring  current  is  fed 
to  the  collector  terminal  and  an  emitter- 
and-collector  switching  mode  (NBS  Tech. 

Note  743,  pp.  34-35)  is  employed.  The  TSP 
is  because  the  combination  of  the  tran- 

sistor Qp  and  the  diode  causes  the  emit- 
ter of  the  output  transistor  to  be  open 
during  the  measuring  period.  When  measuring 
type  c and  d devices,  the  shunting  effect  of 
the  bias  resistors  could  allow  some  current 
in  alternative  parallel  paths  such  as  Rj  and 
the  collector-base  junction  of  transistor 
Q2»  or  Rj , R2  and  the  diode  Dj  (for  type  d 
devices),  but  if  the  test  current  is  suf- 
ficiently large  (6  mA,  for  example)  these 
shunting  effects  should  be  negligible. 

The  collector-base  voltage  of  the  output 
transistor,  V^,  (in  parallel  with  the  out- 


put diode  voltage  for  type  d devices)  can  be 
used  as  the  TSP  with  switch  Si  closed, 
switches  S2  and  S4  open,  and  switch  S3  set 
to  C.  In  this  configuration  the  measuring 
circuit  is  changed  to  a quasi  grounded-base 
circuit  during  heating  and  a quasi  grounded- 
emitter  circuit  during  measurement.  The 
diode  D0  is  needed  to  keep  the  input  tran- 
sistor (Qi)  from  turning  on  during  measure- 
ment while  it  is  conducting  during  the  heat- 
ing period  so  that  the  degenerative  stabi- 
lizing effects  of  emitter  drive  are  obtained 
and  the  instabilities  frequently  encountered 
with  a conventional  grounded-emitter  circuit 
are  avoided.  For  type  c devices,  tha  path 
of  the  measuring  current,  IM>  is  through  the 

collector-base  junction  of  the  output  tran- 
sistor (Q2)  and  R2  in  series  and  its  magni- 
tude is  determined  by  the  magnitude  of  R2. 

If  1^  is  too  large  then  the  collector-base 

junction  of  Qi  will  turn  on.  For  type  d de- 
vices, the  measuring  current  splits  between 
the  diode  D2  and  the  series  combination  of 
R2  and  the  collector-base  junction  of  Q2. 

A set  of  four  measurements  was  made  on  a 
type  d Darlington  transistor  using  each  of 
the  four  methods  described  above  with  a col- 
lector current  of  3.5  A and  a collector 
voltage  of  20  V.  Values  of  junction-to-case 
thermal  resistance,  R0JC,  obtained  by  linear 

extrapolation  to  zero  time  (see  ref  46, 
Appendix  C) , are  listed  in  table  6.  The 
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values  derived  for  the  input  transistor  using 

both  the  low  current  V method  and  V„_, 

EdI  CB1 

method  give  the  same  result.  This  is  not 
unreasonable  for  a small  driver  transistor 
operating  at  a relatively  small  overall  tem- 
perature rise  despite  earlier  contrary  re- 
sults on  higher  power  transistors  (NBS  Tech. 
Note  806,  pp.  45-47;  NBS  Spec.  Publ.  400-8, 
pp.  43-45).  These  earlier  results  would 
suggest  that  the  thermal  resistance  of  the 

output  transistor  measured  with  V . as  the 

LdZ, 

TSP  would  be  significantly  below  the  true 
thermal  resistance.  The  problem  then  is  to 
extract  the  thermal  resistance  of  the  output 
transistor  from  the  combined  thermal  resis- 
tance of  both  input  and  output  transistors 
which  was  obtained  using  the  high  measuring 
current.  As  a first  approximation,  one  can 
assume  that  the  calibration  coefficient  for 
this  method  can  be  divided  equally  between 
the  two  devices.  If  this  is  done,  one  finds 
that 


It  should  be  emphasized  that  the  measure- 
ments discussed  above  are  measurements  on  a 
specific  transistor  type  under  a given  set 
of  conditions  and  thus  do  not  serve  as  a 
basis  for  other  device  types  or  measuring 
conditions.  The  results  of  these  measure- 
ments indicate  that  it  may  be  possible  to 
extract  all  the  needed  information  to  allow 
an  approximation  to  the  temperature  rises  of 
the  individual  transistors  forming  the  Dar- 
lington pair  by  using  a modified  emitter- 
only  switching  measuring  system.  This  re- 
quires an  individual  tailoring  of  the 
measuring  current  magnitudes  for  each  tran- 
sistor type  and  may  not  be  possible  for  de- 
vices in  which  the  output  bias  resistor  is 
too  large  with  reopect  to  the  input  bias  re- 
sistor to  allow  a measuring  current  selec- 
tion which  will  turn  on  the  input  transistor 
while  keeping  the  output  transistor  off.  It 
should  also  be  pointed  out  that  while  the 
individual  transistor  temperatures  are  mea- 
sured, the  Darlington  device  is  being  oper- 
ated with  normal  conditions.  (S.  Rubin) 


R0JC2  “ 2 R0JC(1  + 2)  R0JC1 


(8) 

11.2.  Transient  Thermal  Response 


where  R 


0 JC2 


is  the  unknown  thermal  resis- 


tance of  the  output  transistor, 


0 JC(1  + 2) 

is  the  combined  input  and  output  thermal  re 
sistance  obtained  using  the  high  current  V£ 

method,  and  R . is  the  thermal  resistance 

U JL1 


of  the  input  transistor  measured  using  the 

low  current  V method  with  the  same  heating 
Ed 


power  as  was  used  for  the  high  current  mea- 
surement. For  the  device  studied,  it  can  be 

seen  from  table  6 that  the  value  of  R„ 

U JGZ 

calculated  from  eq  (8)  is  significantly 

higher  than  the  value  measured  with  V as 

LdZ 

the  TSP.  To  check  the  electrically  measured 
values  of  8gjC2'  t*le  temperature  rise  of  the 

hottest  area  which  was  located  near  the  out- 
put emitter  lead  and  toward  the  center  of 
the  chip  was  measured  using  an  infrared 
microradiometer.  The  thermal  resistance 
calculated  from  this  temperature  rise  is  al- 
so listed  in  table  6.  The  agreement  between 

this  value  and  the  calculated  R _ is  not 

y jlz 


as  good  as  has  been  obtained  on  discrete  de- 
vices which  do  not  have  severe  current 
crowding  (NBS  Tech.  Note  773,  pp.  28-30), 
but  the  calculation  represents  a significant 
improvement  over  the  direct  measurement  with 

V as  the  TSP  which  has  been  the  method 
GdZ 


generally  used  for  thermal  resistance  mea- 
surements on  Darlington  devices. 


It  has  been  shown  that  an  effective  area  of 
power  generation  at  steady  state  can  be  de- 
termined for  power  transistors  by  observing 
the  electrically  measured  cooling  response 
of  these  devices  [47].  Because  the  peak 
steady-state  junction  temperature  of  a de- 
vice is  a function  of  the  area  in  which 
power  is  generated,  and  because  it  is  the 
peak  junction  temperature  which  limits  the 
safe  operating  region  of  a device,  work  was 
begun  to  attempt  to  derive  a quantitative 
relationship  between  the  peak  steady-state 
junction  temperature  of  a power  transistor, 
the  electrically  determined  area  or  power 
generation  at  steady  state,  and  the  electri- 
cally measured  average  steady-state  junction 
temperature.  Such  a relationship  should  be 
valuable  for  aiding  in  the  thermal  rating  of 
power  devices  since  all  of  the  presently 
used  electrical  indicators  of  device  junc- 
tion temperature  average  the  junction  tem- 
perature in  some  generally  unknown  way. 

A simple  model  was  developed  for  use  in  sim- 
ulating the  manner  in  which  the  measured 
emitter-base  voltage  of  a power  transistor 
averages  the  junction  temperature.  The 
model  consists  of  N parallel  resistor-diode 
series  combinations  with  each  parallel  leg 
assigned  a temperature,  T^  (in  kelvins),  an 

area,  A (in  square  centimetres),  and  a re- 
n 

sistance,  R (in  ohms),  as  indicated  in 
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temperature  and  current  density  dependence 
of  these  quantities  can  be  neglected.  It 
was  also  assumed  that  any  leakage  current 
due  to  the  application  of  a collector-base 
voltage  (such  as  the  voltage  applied  in  the 
emitter-only  switching  technique  for  measur- 
ing junction  temperature  [46])  can  be 
neglected. 


Figure  28.  Model  used  for  simulating 
the  way  in  which  the  emitter-base  volt- 
age averages  the  junction  temperature. 


figure  28.  The  surfaces  E and  B are  assumed 
to  be  equipotential  surfaces  and  the  total 
measuring  current,  I (in  amperes),  is  main- 
tained constant.  The  voltage  that  is  mea- 
sured and  used  to  determine  the  average 
junction  temperature  is  V = V - V (in 
volts).  M E B 

The  temperature  distribution  was  calculated 
from  a model  of  Linstead  and  Surty  [48]  for 
the  case  of  a square  heat  source  centered  on 
the  top  surface  of  a square  chip,  the  bottom 
surface  of  which  was  assumed  uniform  in 
temperature. 

Once  the  temperature  of  each  element  of  the 
model  is  set  and  the  measurement  current  de- 
fined, the  current  density,  Jn  (in  amperes 

per  square  centimetre) , in  each  element  can 
be  calculated  from  the  n equations 

J = CT3  exp(-  E /kT  ) 
n n g n 

* [exp (V  -JAR  )/mkT  ) - 1] 

M n n n n 

subject  to  the  constraint 
N* 

S'  j A = I . 

£mm4  n 0 M 

n = 1 

In  these  equations  C is  taken  as  a constant 

(3.1  x 10-  A/cm2’K3),  E is  the  zero  kelvin 

8 

band  gap  of  silicon  (1.1  eV) , k is  Boltz- 
mann's constant  (8.6173  x 10-5  eV/K) , m is  a 
constant  (assumed  unity) , and  the  other  sym- 
bols have  been  defined  previously.  The  con- 
stant C is  a function  of  the  minority  car- 
rier diffusion  coefficient  and  lifetime  and 
the  dopant  density;  it  was  assumed  that  the 


These  equations  are  satisfied  by  a single 
value  of  V which  corresponds  to  the 

electr ically-ir.uasured  emitter-base  voltage 
for  the  given  temperature  distribution.  A 
calibration  curve  is  generated  by  finding  VM 

as  a function  of  temperature  with  the  as- 
sumption that  for  each  point  all  the  T have 

n 

the  same  value.  The  electrically  deter- 
mined, average  junction  temperature  is  the 
temperature  on  this  curve  appropriate  to  the 
VM  calculated  for  a particular  temperature 

distribution. 

The  model  indicates  that  all  of  the  measur- 
ing current  goes  through  the  actual  area  of 
power  generation  at  steady  state.  This  is 
illustrated  in  figure  29  where  the  surface 
temperature  along  a diagonal  is  plotted  for 
an  0.51  mm  (20  mil)  square  heat  source,  in 
which  5 W is  uniformly  dissipated,  on  a 
square  chip  2.54  mm  (100  mil)  on  a side, 

0.25  mm  (10  mil)  thick.  Also  plotted  is  the 
relative  measurement  current  density,  J /J  . 

n o 

along  the  same  diagonal  where  J is  the  cur- 

o 

rent  density  at  the  center  of  the  heat 


>- 


Figure  29.  Temperature  and  relative 
measurement  current  density  along  a 
diagonal  of  a 0.51-mm  (20-mil)  square 
heat  source  on  a 2.54-mm  (100-mil) 
square  silicon  chip. 
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source  area.  Note  that  beyond  the  corner  of 
the  heat  source  the  measurement  current  den- 
sity is  effectively  zero. 

Because  the  measurement  current  is  confined 
to  the  area  of  power  generation  while  the 
calibration  current  is  distributed  through- 
out the  entire  active  area  of  the  device, 
the  measurement  current  density  is  greater 
than  the  calibration  current  density,  and 
the  calibration  curve  must  be  shifted  to  ac- 
count for  this  difference  (NBS  Spec.  Fubl. 
400-8,  pp.  43-45). 

A simple  correction  is  made  for  this  assum- 
ing all  the  measurement  current  exists  uni- 
formly throughout  the  area  of  power  genera- 
tion. The  shift  in  temperature  for  a given 
value  of  V is,  if  the  slope  of  the  calibra- 
tion curve,  (AV,,_/AT,,„) , is  independent  of 
ML,  ML. 

current  density, 


6T  = | 8.62xKT2(T+273.15)itnM- 


(9) 


where  the  slope  is  in  millivolts  per  degree 
Celsius,  T is  the  junction  temperature  in 
degrees  Celsius  (approximated  by  the  uncor- 
rected electrically  measured  junction  tem- 
perature, extrapolated  to  zero  time  after 
cessation  of  the  power  pulse),  At  is  the 

total  active  area  of  the  device,  and  A is 

m 


the  area  of  power  generation. 


Figure  30.  The  computed  ratio  of  the 
average  junction  temperature  to  the 
peak  junction  temperature  as  a function 
of  heat  source  size  for  a 2.54-mm 
(100-mil)  square  silicon  chip  corrected 
to  account  for  the  increased  measure- 
ment current  density  compared  to  the 
calibration  current  density. 


The  ratio  of  the  average  junction  tempera- 
ture to  the  peak  junction  temperature  was 
computed  according  to  the  above  model  (in- 
cluding the  correction  of  eq  (9))  for  vari- 
ous sizes  of  square  heat  sources  on  a square 
chip  2.54  mm  on  a side,  0.25  mm  thick.  The 
results,  which  are  plotted  in  figure  30, 
show  that  the  ratio  is  nearly  constant  for 
heat  sources  1.5  mm  on  a side  or  less. 


Table  7 — Peak  Temperature  Determination 


Device 

No. 

Collector 

Current, 

A 

Total 

Collector  Active 
Voltage,  Area, 
V cm2 

Area  of 
Power 

Generation, 

cm2 

Average 
Junction 
Temperature 
(extrapolated) , 
deg  C 

Calculated 

Peak 

Temperature, 
deg  C 

Measured 

Peak 

Temperature, 
deg  C 

1 

1 

30 

0.022 

0.018 

114.9 

130.3 

134 

1 

0.5 

40 

0.022 

0.019 

79.6 

89.6 

91 

2 

0.2 

no 

0.027 

0.006 

152.5 

202.8 

225 

2 

0.6 

50 

0.027 

0.016 

127.0 

149.7 

159 

3 

2 

12.5 

0.054 

0.040 

110.0 

121.2 

119 

4 

2 

57.5 

0.105 

0.081 

160.7 

173.4 

185 
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The  area  of  power  generation  at  steady  state 
for  various  operating  conditions  has  been 
determined  from  the  cooling  response  for 
several  different  devices.  In  addition,  the 
average  junction  temperature  was  determined 
by  extrapolating  the  cooling  response  back 
to  zero  time  (NBS  Spec.  Publ.  400-8,  pp.  49- 
51).  For  these  same  devices,  the  heating 
response  was  also  determined.  Because  it  is 
relatively  independent  of  operating  condi- 
tions, the  heating  response  was  used  to  de- 
termine the  total  active  area  of  the  device 


by  assuming  one-dimensional  transient  heat 
flow  for  the  first  few  milliseconds  of 
heating.  This  was  used  to  calculate  6T  with 
eq  (9)  and  together  with  the  data  of  figure 
30  to  calculate  the  peak  temperature.  The 
peak  temperature  was  also  measured  with  the 
infrared  microradiometer.  The  results  of 
these  experiments  are  summarized  in  table  7. 
The  close  agreement  between  the  calculated 
and  measured  peak  junction  temperatures  in- 
dicates t^e  feasibility  of  estimating  the 
peak  junction  temperature  by  this  method. 

(D.  L.  Blackburn) 
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SEMICONDUCTOR  TECHNOLOGY  PROGRAM  PUBLICATIONS 


B.l.  Prior  Reports 
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495 
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727 
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Date  Issued 


NTIS  Accession  No. 


December  1968 
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681330 

February  1969 

AD 

683808 

July  1969 

AD 

692232 

September  1969 

AD 

695820 

March  1970 
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702833 

May  1970 
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September  1970 
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718534 

Novembe  1970 
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732553 
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April  1972 
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753642 
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757244 

May  1973 
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762840 
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766918 
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AD 

771018 

vl^t-h^MM  19q3  ^ua“erly  rePorts  were  issued  in  the  NBS  Special  Publication  400  subserit 
with  the  title,  Semiconductor  Measurement  Technology: 
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Date  Issued 

March  1974 
November  1974 
February  1975 


NTIS  Accession  No. 
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B.2.  Current  Publications 

As  various  phases  of  the  work  are  completed,  publications  are  prepared  to  summarize  the 
results  or  to  describe  the  work  in  greater  detail.  Publications  of  this  kind  which  have 
been  issued  recently  are  listed  below: 


Buehler,  M.  G.,  Semiconductor  Measurement  Technology 

Overview,  NBS  Spec.  Publ.  400-6  (August  1974). 


Microelectronic  Test  Patterns: 


An 


°f  thC  Resistivity  Silicon  by  the  Four-Probe  Method, 
NBSIR  74-496  (August  1974).  (Supersedes  NBS  Report  9666,  NTIS  Accession  No.  N68-18067.) 
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Ciarlo,  D.  R.,  Schultz,  P.  A.,  and  Novotny,  D.  B.,  Automated  Inspection  of  IC  Phci.oc.asks, 
Techno  logical  Advances  in  Micro  and  Tub-Micro  Photo  fabrication  Imagery y Society  of  Photo- 
Optical  Instrumentation  Engineers  :„n  Diego,  California,  August  21-23,  1974,  to  appear. 

Sher,  A.  H.,  Semiconductor  Nuclear  Radiation  Detector  Studies  — A Final  Report, 

NBSIR  74-626  (September  1974). 

Marsden,  C.  P.,  Tabulation  of  Published  Data  on  Electron  Devices  in  the  U.S.S.R.  Through 
December  1973,  NBS  Technical  Note  835  (November  1974).  (Supersedes  NBC  Technical  Note  715.) 

Ehrstein,  J.  R.,  Ed.,  Semiconductor  Measurement  Technology:  Spreading  Resistance  Symposium. 

NBS  Spec.  Publ.  400-10  (December  1974). 


Schatft,  H.  A.,  Semiconductor  Measurement  Technology:  ARPA/NBS  Workshop  II.  Hermeticity 

Testing  for  Integrated  Circuits,  NBS  Spec.  Publ.  400-9  (December  1974). 


Ehrstein,  J.  R.,  Improved  Surface  Preparation  for  Spreading  Resistance  Measurements  on  p-Type 
Silicon,  Semzaonductor  Measurement  Technology:  Spreading  Resistance  Symposium,  J.  R.  Ehrstein, 

Ed.,  NBS  Spec.  Publ.  400-10  (December  1974),  pp.  249-255. 


Rogers,  G.  J.,  Sawyer,  D.  E.,  and  Jesch,  I.  L.,  Semiconductor  Measurement  Technology: 
Measurement  of  Transistor  Scattering  Parameters,  NBS  Spue.  Publ.  400-5  (January  1975). 

Sher,  A.  H.,  Semiconductor  Measurement  Technology:  Improved  Infrared  Response  Technique  for 

Detecting  Defects  and  Impurities  in  Germanium  and  Silicon  p-i-n  Diodes,  NBS  Spec.  Publ.  400-13 
(February  1975) . 


Lewis,  D.  C.,  On  the  Determination  of  the  Minority  Carrier  Lifetime  from  the  Reverse  Recovery 
Transient  of  pnK  Diodes,  Solid-State  Electronics  18,  87-91  (1975). 


B.3.  Availability  of  Publications 

In  most  cases  reprints  of  articles  In  technical  journals  may  be  obtained  on  r quest  to  the 
author.  NBS  Technical  Notes  and  Special  Publications  are  available  from  the  Superintendent 
of  Documents,  U.S.  Government  Printing  Office,  Washington,  D.  C.  20402,  or  the  Natiural 
Technical  Information  Service,  SpringfJ-'  "irginia  22161,  or  both.  Current  information 
regarding  availability  of  all  publics'  sued  by  the  Program  is  provided  in  the  latest 

e ition  of  NBS  List  of  Publications  No.  «uich  can  be  obtained  on  request  to  Mrs*  K.  0. 
Leedy,  Room  B3-.6,  Technology  Building,  National  Bureau  of  Standards,  Washington,  D.  C.  20234. 


B.4.  Videotapes 

Color  videotape  cassette  presentation  on  improvements  in  semiconductor  measurement  technology 
are  eing  prepared  for  the  purpose  of  more  effectively  disseminating  the  results  of  the  work 
to  the  semiconductor  industry.  These  videotapes  are  available  for  distribution  on  loan 
without  charge  on.request  to  H.  A.  Schafft,  Room  A317,  Technology  Building,  National  Bureau 
of  Standards,  Washington,  D.  C.  20234.  Copies  of  these  videotapes  may  be  made  and  retained 
y requestors.  The  first  videotape,  titled  "Defects  in  PN  Junctions  y.nd  M0S  Capacitors  0b- 
served  Using  Thermally  Stimulated  Current  and  Capacitance  Measurements,”  by  M.  G.  Buehler 
has  been  completed  and  released  for  distribution.  As  an  added  feature,  arrangements  can  be 
made  for  the  author  to  be  available  for  a telephone  conference  call  to  answer  questions  and 
provide  more  detailed  information,  following  a prearranged  showing  of  the  videotape. 
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WORKSHOP  AND  SYMPOSIUM  SCHEDULE 


C.l.  Proceedings  or  Reports  of  Past  Events: 

Symposium  on  Silicon  Device  Processing,  Gaithersburg,  Maryland,  June  2-3,  1970. 

(Cosponsored  by  ASTM  Committee  F-l  and  NBS),  Proceedings:  NBS  Spec.  Publ  337 
(November  1970) . 

ARPA/NBS  Workshop  I.  Measurement  Problems  in  Integrated  Circuit  Processing  and  Assembly, 
Palo  Alto,  California,  September  7,  1973.  Report:  NBS  Spec.  Publ.  400-3 

(January  1974) . 

ARPA/NBS  Workshop  II.  Hermeticity  Testing  for  Integrated  Circuits,  Gaithersburc  - 
Maryland,  March  29,  1974.  Report:  NBS  Spec.  Publ.  400-9  (December  1974). 

Spreading  Resistance  Symposium,  Gaithersburg,  Maryland,  June  13-14,  1974.  (Cosponsored 
by  ASTM  Committee  F-l  and  NBS).  Proceedings:  NBS  Spec.  Publ.  400-10 

(December  1974). 

ARPA/NBS  Workshop  III.  Test  Patterns,  Scottsdale,  Arizona,  September  6,  1974.  Report: 
NBS  Spec.  Publ.  400-15  (to  appear) . 


C.2.  Calendar  of  Future  Events: 

ARPA/NBS  Workshop  IV.  Surface  Analysis  for  Silicon  Devices,  Gaithersburg,  Maryland, 

**r  * a / j • 
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STANDARDS  COMMITTEE  ACTIVITIES 

ASTM  Committee  F-l  on  Electronics 

J.  H.  Albers,  Secretary,  Packaging  Subcommittee;  Hybrid  Microelectronics  Subcommittee 

M.  G.  Buehler,  Chairman,  Task  Force  on  Test  Patterns,  Process  Controls  Section; 
Semiconductor  Crystals  and  Semiconductor  Measurements  Subcommittees 

W.  M.  Bullis,  Secretary;  Editor,  Semiconductor  Crystals  Subcommittee 

C.  A.  Cannon,  Arrangements  Committee 

J.  R.  Ehrstein,  Chairman,  Resistivity  Section;  Semiconductor  Crystals  and  Semiconductor 
Measurements  Subcommittees 

J.  C.  French,  Chairman,  Editorial  Subcommittee;  Secretary,  Advisory  Committee;  Awards 

Committee 

G.  G.  Harman,  Secretary,  Interconnection  Bonding  Section;  Hybrid  Microelectronics 
Subcommittee 

B.  S.  Hope,  Assistant  Secretary 

K.  0.  Leedy,  Chairman,  Packaging  Subcommittee;  Chairman,  Interconnection  Bonding 

Section;  Hybrid  Microelectronics  and  Quality  and  Hardness  Assurance  Subcommittees 

D.  C.  Lewis,  Semiconductor  Measurements  and  Quality  and  Hardness  Assurance  Subcommittees 

C.  P.  Marsden,  Honorary  Chairman;  Chairman,  Arrangements  Committee 

R.  L.  Mattis,  Editor,  Serair inductor  Measurements  Subcommittee;  Semiconductor  Crystals 
Subcommittee 

J.  F.  Mayo-Wells,  Editorial  Subcommittee 

D.  B.  ilovotny,  Editor,  Semiconductor  Processing  Materials  Subcommittee 

W.  E.  Phillips,  Chairman,  Lifetime  Section;  Secretary,  Semiconductor  Crystals  Subcom- 
mittee; Semiconductor  Processing  Materials,  Semiconductor  Measurements,  and  Hybrid 
Microelectronics  Subcommittees 

G.  J.  Rogers,  Quality  and  Hardness  Assurance  Subcommittee 

S'  Ruthberg,  Chairman,  Hermeticity  Section;  Semiconductor  Processing  Materials,  Hybrid 
Microelectronics,  and  Quality  and  Hardness  Assurance  Subcommittees 

H.  A.  Schafft,  Chairman,  Publicity  Committee 

A.  H.  Sher,  Semiconductor  Crystals,  Semiconductor  Processing  Materials,  and  Hybrid 
Microelectronics  Subcommittees 

W.  R.  Thurber,  Semiconductor  Crystals  and  Semiconductor  Measurements  Subcommittees 

ASTM  Committee  E-10  on  Radioisotopes  and  Radiation  Effects 

W.  M.  Bullis,  Subcommittee  7,  Radiation  Effects  on  Electronic  Materials 
J.  C.  French,  Subcommittee  7,  Radiation  Effects  on  Electronic  Materials 
D.  C.  Lewis,  Subcommittee  7,  Radiation  Effects  on  Electronic  Materials 

Electronic  Industries  Association:  Solid  State  Products  Division,  Joint  Electron  Device 

Engineering  Council  (JEDEC) 

F.  F.  Oettinger,  Chairman,  Task  Group  JC-11.3-1  on  Thermal  Considerations  for  Micro- 
electronic Devices,  Committee  JC-11,3  on  Mechanical  Standardization  for  Micro- 
electronic Devices;  Chairman,  Task  Group  JC-25-5  on  Thermal  Characterization  of 
Power  Transistors,  Committee  JC-25  on  Power  Transistors;  Technical  Advisor, 
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Thermal  Properties  of  Devices,  Committees  JC-22  on  Rectifier  Diodes  and  Thyristors, 
JC-20  on  Signal  and  Regulator  Diodes,  and  JC-30  on  Hybrid  Integrated  Circuits 

S.  Rubin,  Chairman,  Council  Task  Group  on  Galvanomagnetic  Devices 

D.  E.  Sawyer,  Task  Group  JC-24-5  on  Transistor  Scattering  Parameter  Measurement  Standard, 
Committee  JC-24  on  Low  Power  Transistors 

H.  A.  Schafft,  Technical  Advisor,  Second  Breakdown  and  Related  Specifications  Committee 
JC-25  on  Power  Transistors 

Electronic  Industries  Association:  Government  Products  Division 

F.-F.  Oettinger,  Chairman,  Task  Group  G-12-08-74  on  Recommendations  for  Military  Usage 
of  Proposed  Standards  and  Test  Methods  for  Thermal  Resistance,  Committee  G-12  on 
Solid  State  Devices 

IEEE  Electron  Devices  Group 

J.  C.  French,  Standards  Committee 

H.  A.  Schafft,  Standards  Committee  Task  Force  on  Second  Breakdown  Measurement  Standards 

IEEE  Magnetics  Group 

S.  Rubin,  Chairman,  Galvanomagnetic  Standards  Subcommittee 

Society  of  Automotive  Engineers 

J.  C.  French,  Subcommittee  A-2N  on  Radiation  Hardness  and  Nuclear  Survivability 

W.  M.  Bullis,  Planning  Subcommittee  of  Committee  H on  Electronic  Materials  and  Processes 

IEC  TC47 , Semiconductor  Devices  and  Integrated  Circuits 

S.  Rubin,  Technical  Expert,  Galvanomagnetic  Devices;  U.S.  Specialist  for  Working  Group 
5 on  Hall  Devices  and  Magnetoresistive  Devices 


APPENDIX  E 

SOLID-STATE  TECHNOLOGY  & FABRICATION  SERVICES 


Technical  services  in  areas  of  competence  are  provided  to  other  NBS  activities  and  other 

SSTSSL* TSEifL'K  "t  ***»?**•  Vs^ny  the8«  short-term,  specialised  services 
rh!i«?C  b 0btai"e^  through  normal  commercial  channels.  Such  services  provided  during 

program  **  **’  which  are  Usted  helow,  indicate  the  kinds  of  technology  available  to  the 


li.l.  Thin  Metal  Films  (J.  Krawczyk) 

Thin  f Urns  of  aluminum  and  gold  were  evaporated  onto  the  front  and  back  sides,  respectively 
of  silicon  wafers  intended  for  MOS  device  production  for  the  Harry  Diamond  Laboratories. 

K.2.  Semiconductor  Device  Assembly  (J.  Krawczyk) 

rfrS  COnCain*ng  arrays  of  transistors  were  scribed,  the  resulting  dice  attached 
to  TO  5 headers,  and  the  devices  bonded  with  gold  wire  leads  for  the  Harry  Diamond 
Laboratories. 


E.3.  Scanning  Electron  Microscopy  (W.  J.  Keery) 

GUss1  SecMof™1  mlcr°8raphs  of  Soporous  glass  specimens  were  taken  for  the  NBS  Inorganic 
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acoustic  emission  31-32 
anodic  oxidation  6 

ARPA/NBS  Workshop  on  Surface  Analysis  for 
Silicon  Devices  3 

ARPA/NBS  Workshop  on  Test  Patterns  3-4 
ASTM  Method  F 110  26 

ASTM  Recommended  Practice  F 134  33-34 

Auger  electron  spectroscopy  18 

beatn-lead  bonding  30-31,  31-32 

bond  pull  tests  5 

boron  redistribution  6-7 

carbon  contamination  15-17 
charge-coupled  device  test  pattern  22-25 
cleave-and-stain  method  26 

Darlington  pairs  35-37 
dopent  profiles  6-7 
doubi r -pulse  method  25 

electron  beam  induced  current  mode  27 
electron  spectroscopy  for  chemical  analysis 
15-17,  18 

emitter-only  switching  method  35-37 
epitaxial  layer  thickness  26 

flying-spot  scanner  27-28 

gold-doped  silicon  8-11,  11-14 

Hall  effect  11-14 

helium  mass  spectroneter  leak  test  33-34 
hermeticity  33-34 

incremental  sheet  resistance  6 


interface  state  density  25 
ion  scattering  spectrometry  18 

line-width  standards  4-5 

metal-photoresist-semiconductor  capacitor  26 
MOS  capacitance-voltage  22-24 
MOS  capacitor  11,  22-24 
MOS  transistor  23,  25 

NBS-3  test  pattern  19-22 

peak  junction  temperature  37-40 
photolithography  4-5 
photomask  inspection  5 
p-n  junction  8-11 

radioisotope  leak  test  5 

Rutherford  backscattering  spectrom^tr  18 

scanning  electron  microscopy  27 
scanning  low  energy  electron  proba  28 
secondary  ion  mass  spectrometry  18 
step-relaxation  method  26 

test  patterns  19-22,  22-25 
thermal  resistance  35-37 
thermal  response  37-40 
thermally  stimulated  current  8-11 
titanium  carbide  29-30 
tungsten  carbide  29-30 

ultrasonic  bonding  29-30 
uniform  beam  model  29-30 

x-ray  photoelectron  spectroscopy  15-17,  18 
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NBS  TECHNICAL  PUBLICATIONS 


PERIODICALS  • 

JOURNAL  OF  RESEARCH  reports  National  Bureau 
of  Standards  research  and  development  in  physics, 
mathematics,  and  chemistry.  It  is  published  in  two  sec- 
tions, available  separately: 

• Physics  and  Chemistry  (Section  A) 

Papers  of  interest  primarily  to  scientists  working  in 
these  fields.  This  section  covers  a broad  range  of  physi- 
cal and  chemical  research,  with  major  emphasis  on 
standards  of  physical  measurement,  fundamental  con- 
stants, and  properties  of  matter.  Issued  six  times  a 
year.  Annual  subscription:  Domestic,  $17.00',  Foreign, 
$21.25. 

• Mathematical  Sciences  (Section  B) 

Studies  and  compilations  designed  mainly  for  the  math- 
ematician and  theoretical  physicist.  Topics  in  mathe- 
matical statistics,  theory  of  experiment  design,  numeri- 
cal analysis,  theoretical  physics  and  chemistry,  logical 
design  and  programming  of  computers  and  computer 
systems.  Short  numerical  tables.  Issued  quarterly.  An- 
nual subscription:  Domestic,  $9.00;  Foreign,  $11.25. 

DIMENSIONS/NBS  (formerly  Technical  News  Bul- 
letin)—This  monthly  magazine  is  puhlished  to  inform 
scientists,  engineers,  businessmen,  industry,  teachers, 
students,  and  consumers  of  the  latest  advances  in 
science  and  technology,  with  primary  emphasis  on  the 
work  at  NBS.  The  magazine  highlights  and  reviews  such 
issues  as  energy  research,  fire  protection,  building  tech- 
nology, metric  conversion,  pollution  abatement,  health 
and  safety,  and  consumer  product  performance.  In  addi- 
tion, it  reports  the  results  of  Bureau  programs  in 
measurement  standards  and  techniques,  properties  of 
matter  and  materials  engineering  standards  and  serv- 
ices, instrumentation,  and  automatic  data  processing. 

Annual  subscription:  Domestic,  $9.45;  Foreign,  S1I.85. 

N0NPERI00ICALS 

Monographs — Major  contributions  to  the  technical  liter- 
ature on  various  subjects  related  to  the  Bureau's  scien- 
tific and  technical  activities. 

Handbooks — Recommended  codes  of  engineering  and 
industrial  practice  (including  safety  codes)  developed 
in  cooperation  with  interested  industries,  professional 
organizations,  and  regulatory  bodies. 

Special  Publications — Include  proceedings  of  confer- 
ences sponsored  by  NBS,  NBS  annunl  reports,  and  other 
special  publications  appropriate  to  this  grouping  such 
as  wall  charts,  pocket  cards,  and  bihliographies. 

Applied  Mathematics  Series — Mathematical  tahles, 
manuals,  and  studies  of  special  interest  to  physicists, 
engineers,  chemists,  biologists,  mathematicians,  com- 
puter progre  rimers,  and  others  engaged  in  scientific 
ftr.d  technical  work. 

National  Standard  Reference  Data  Series — Provides 
quantitative  data  on  the  physical  and  chemical  proper- 
ties of  materials,  compiled  from  the  world's  literature 
and  critically  evaluated.  Developed  under  a world-wide 


program  coordinated  by  NBS.  Program  under  authority 
of  National  Standard  Data  Act  (Public  Law  90  396). 

NOTE:  At  present  the  principal  publication  outlet  for 
these  data  is  the  Journal  of  Physical  and  Chemical 
Reference  Data  (JPCRD)  published  quarterly  for  NBS 
by  the  American  Chemical  Society  (ACS)  and  the  Amer- 
ican Institute  of  Physics  (A1P).  Subscriptions,  reprints, 
and  supplements  avnilnhle  from  ACS,  1155  Sixteenth 
St.  N.  W„  Wash.  D.  C.  20056. 

Building  Science  Series— Disseminates  technical  infor- 
mation developed  at  the  Bureau  on  building  materials, 
components,  systems,  and  whole  structures.  The  scries 
presents  research  results,  test  methods,  and  perform- 
ance criteria  related  to  the  structural  and  environmen- 
tal functions  and  the  durability  and  safety  character- 
istics of  building  elements  and  systems. 

Technical  Notes  —Studies  or  reports  which  are  complete 
in  themselves  out  restrictive  in  their  treatment  of  a 
subject.  Analogous  to  monographs  but  not  so  compre- 
hensive in  scope  or  definitive  in  treatment  uf  the  sub- 
ject area.  Often  serve  as  a vehicle  for  final  reports  of 
work  performed  at  NBS  under  the  sponsorship  of  other 
government  agencies. 

Voluntary  Product  Standards — Developed  under  pro- 
cedures published  by  the  Department  of  Commerce  in 
Part  10,  Title  15,  of  the  Code  of  Federal  Regulations. 
The  purpose  of  the  standards  is  to  establish  nationally 
recognized  requirements  for  products,  and  to  provide 
all  concerned  interests  with  a basis  for  common  under- 
standing of  the  characteristics  of  the  products.  NBS 
administers  this  program  as  a supplement  to  the  activi- 
ties of  the  private  sector  standardizing  organizations. 

Federal  Information  Processing  Standards  Publications 
(FIPS  PUBS) — Publications  in  this  series  collectively 
constitute  the  Federal  Information  Processing  Stand- 
ards Register.  Register  serves  as  the  official  source  of 
information  in  the  Federal  Government  regarding  stand- 
ards issued  by  NBS  pursuant  to  the  Federal  Property 
and  Administrative  Services  Act  of  1949  as  amended, 
Public  Law  89-306  (79  Stat.  1127),  and  as  implemented 
by  Executive  Order  11717  (38  FR  12315,  dated  May  11, 
1973)  and  Part  6 of  Title  15  CFR  (Code  of  Federal 
Regulations). 

Consumer  Information  Series— Practical  information, 
based  on  NBS  research  and  experience,  covering  areas 
of  interest  to  the  consumer.  Easily  understandable 
language  and  illustrations  provide  useful  background 
knowledge  for  shopping  in  today's  technological 
marketplace. 

NBS  Interagency  Reports  (NBSIIt) — A special  series  of 
interim  or  final  reports  on  work  performed  by  NBS  for 
outside  sponsors  (both  government  and  non-govern- 
ment). In  general,  initial  distribution  is  handled  by  the 
sponsor;  public  distribution  is  by  the  National  Technical 
Information  Service  (Springfield,  Va.  22161)  in  paper 
rj*y  r ii  icr.firhe  form 


Order  NBS  publications  (except  NBSIR’s  and  Biblio- 
graphic Subscription  Services)  from:  Superintendent  of 
Documents,  Government  Printing  Office,  Washington, 
D.C.  20402. 


BIBLIOGRAPHIC  SUBSCRIPTION  SERVICES 


The  following  current-awareness  and  literature-survey 
bibliographies  are  issued  periodically  by  the  Bureau: 

( ryogenic  Data  Center  Current  Awareness  Service 

A literature  survey  issued  biweekly.  Annua  sub- 
scription: Domestic,  $20.00;  foreign,  $25.00. 

I iqVl-ri. Ntil1if.il  6 fle  (■  ' Wi  hl-rc  iev.'S  -J  q*,,.T 

terly.  Annual  subsciiption:  $20.00. 

Superconducting  Devices  and  Materials.  A literature 


survey  issued  quarterly.  Annual  subscription:  $20.00. 
Send  subscription  orders  and  remittances  for  the  pre- 
ceding bibliographic  services  to  National  Technical 
Information  Service,  Springfield,  Va.  22161. 

Electromagnetic  Metrology  Current  Awareness  Service 
Issued  monthlo.  Annual  subscription : fl  'k  i So- 
cial rates  for  multi-subscriptions).  Send  subscription 
order  and  remittance  to  Electromagnetics  Division, 
National  Bureau  of  Standards,  Boulder,  Colo.  80302. 
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